Optical microangiography provides depth-resolved images of directional ocular blood perfusion in posterior eye segment

Ruikang K. Wang, Lin An, Spencer Saunders, and David J. Wilson
Oregon Health & Science University, Department of Biomedical Engineering, 3303 South West Bond Avenue, Portland, Oregon 97239
Oregon Health & Science University, School of Medicine, Casey Eye Institute, 3303 South West Bond Avenue, Portland, Oregon 97239

Abstract. In this paper, we demonstrate that the optical microangiography (OMAG) is capable of depth-resolved imaging of directional blood perfusion within both retinal and choroid in the posterior segment of human eye. The study uses an OMAG system operating at 840 nm with an imaging speed at 27,000 A-scans per second. Sequentially registered multiple OMAG projection maps of small areas (∼1 mm × 1 mm) are combined to provide directional blood flow images for a larger field of view. It takes ∼3.7 sec to image a small area (1 × 1 mm²), and ∼2.5 min for a larger field (3 × 3 mm²). Finally, we show superior performance of OMAG in providing functional images of capillary level microcirculation at different depths of retina and choroid that correlate well with the standard retinal pathology. © 2010 Society of Photo-Optical Instrumentation Engineers. [DOI: 10.1117/1.3353958]

Keywords: optical microangiography; optical coherence tomography; retinal and choroidal blood perfusion.

Paper 09565Lr received Dec. 19, 2009; revised manuscript received Feb. 4, 2010; accepted for publication Feb. 9, 2010; published online Mar. 17, 2010.

There is a growing body of evidence suggesting that vascular pathology plays an important role in the etiology and progression of a number of ophthalmic diseases, e.g., glaucoma, diabetic retinopathy and age-related macular degeneration (AMD). In glaucoma, the increased intraocular pressure may change the ocular blood flow, which could lead to the tissue ischemia and finally the cell death. For the diabetic retinopathy, the clinical evidence has shown reduced ocular capillary density gives rise to the enlargement of foveal avascular zone and the perifoveal inter-capillary region. The choroidal neovascularization in AMD may be the direct result of decreasing in choroidal blood flow. In these pathological conditions, a better visualization of the depth-resolved ocular vasculature characteristics, together with morphological features may provide important diagnostic information.

Optical microangiography (OMAG) is a recently developed novel imaging technique that produces 3D images of dynamic blood perfusion within micro-circulatory tissue beds at an imaging depth up to 2.0 mm. OMAG produces imaging contrasts via endogenous light scattering from moving particles (e.g., flowing blood cells within open vessels), thus, no exogenous contrast agents are necessary. OMAG has its origin in full range complex Fourier domain optical coherence tomography (OCT), but it innovatively analyzes the spatial frequencies of the spatial and time-varying spectral interferograms. In essence, OMAG mathematically maps the backscattered optical signals from the moving particles into one image—that is the blood flow image—while it simultaneously maps the backscattered optical signals from the static particles into a second image, which is the microstructural image. These distinct features of OMAG provide us a unique ability to perform comprehensive measurements of the morphological and functional parameters of blood perfusion within a scanned tissue volume. OMAG has been successfully demonstrated for imaging cerebral blood flow in mice and rats, and, recently, the ocular blood flow. However, the previous versions of OMAG only provide the reflectivity measurements of the flowing blood in the patent vessels, particularly for retina. In this paper, we report the use of OMAG imaging technology to obtain high resolution and depth resolved images of directional ocular blood flows.

The OMAG system setup used to achieve directional ocular blood flow imaging is similar to that used in our previous work. Here we briefly describe its main parameters. The system used a superluminescent diode as the light source, with a central wavelength of 842 nm and bandwidth of 46 nm that provides a ∼8 μm axial resolution in the air. For maintaining high resolution imaging of blood vessels, the area of each OCT scan was set relatively small. In the lateral direction (B scan), we captured 1000 A-scans, covering a size of ∼1 mm on retina, and in the C-scan (elevational direction), we captured 100 B-scans over a size of also ∼1 mm. The imaging rate was 27 kHz for A scan, and 27 frames per second (fps) for B scan, which took about 3.7 sec to complete a C scan, representing a physical volume of ∼1 × 1 × 2 (x-y-z) mm³. To achieve a larger field of view of fundus vasculatures, we sequentially captured 9 C-scans at different locations on the posterior segment of the eye. Between every two C-scans, we introduced ∼0.1 mm overlap area to make sure no blank region occurred when reconstructing the wide field images. In between C-scans, the volunteer was instructed to close his eye for 15 s for a rest and prepare for the next scan. Hence, it took about 2.5 minutes to acquire one blood perfusion map, representing a scan volume of ∼3 × 3 × 2 (x-y-z) mm³.

When configured in morphological imaging mode, OMAG imaged the intra-retinal and choroidal microstructures, with image quality similar to that of state of the art OCT systems. Figure 1 gives one such example that was obtained from the macular region of a healthy volunteer. Note that in this experiment, the B scan was set to cover ∼7 mm on the retina. It is clear that OMAG is capable of visualizing the architectural morphology of the intraretinal and choroidal layers that correlate well with the intraretinal anatomy. For blood flow imaging, OMAG treats the microstructures as if they were noises, thus, it innovatively analyzes the spatial frequencies of the spatial and time-varying spectral interferograms.
grams to separate the blood flow signals from the static tissue signals. The detailed description of this method has been reported previously. Here we introduce the directional imaging using OMAG. The B-scan interference signal captured by the OCT system can be written as:

\[
I(t,k) = 2S(k)ER \int_{-\infty}^{0} a(z,t) \cos(2kn(t)z) dz + a(z_1,t) \cos[2kn(t)(z_1 - vt)] ,
\]

where \(k\) is the wavenumber; \(t\) is the timing when a A-line was captured. \(E_R\) is the light reflected from the reference mirror; \(S(k)\) is the spectral density of the light source used; \(n\) is the refractive index of tissue; \(z\) is the depth coordinate; \(a(z,t)\) is the amplitude of the back scattered light; \(v\) is the velocity of moving blood cells in a blood vessel, which is located at depth \(z_1\). Because the light backscattered from the sample is quite weak compared to the light reflected from the reference mirror, here we do not consider the self cross-correlation between the light backscattered from different positions within the sample. We also do not consider the DC signals because they do not contribute to useful OMAG signals. The first term in Eq. (1) represents the spatial frequency components from the static tissue elements, which can be used to provide the static structural information of the sample, such as that shown in Fig. 1. The second term is the Doppler beating signal, determined by the moving blood cells. If we first apply high pass filtering with an appropriate selection of cut off frequency to exclude the structural information, and then apply the Hilbert transformation along B-scan direction, the result will be:

\[
I(k,t)_{\text{DFlow}} = 2S(k)ERa(z_1,t) \cos[2kn(t)(z_1 - vt)] - j \sin[2kn(t)(z_1 - vt)]
\]

when \(v > 0\) (i.e., the blood cells moving towards the incident probe beam direction). Whereas when \(v < 0\) (i.e., the blood cells moving away from the incident probe beam direction), Eq. (2) becomes:

\[
I(k,t)_{\text{DFlow}} = 2S(k)ERa(z_1,t) \cos[2kn(t)(z_1 - vt)] + j \sin[2kn(t)(z_1 - vt)]
\]

Mathematically, Eq. (3) is clearly the complex conjugate of Eq. (2). Therefore, according to Ref. 4, the directional blood flow is discriminated. The optical signals that represent the blood cells moving towards the probe beam will be situated at the positive output plane of OMAG, while those from the blood cells moving away from the probe beam direction will be located at the negative plane.

In the case of larger field of view imaging (multi-C scans), a serious problem caused by the involuntary movement of the human head and eye is the displacement between adjacent B-scans. We used the cross correlation between adjacent OMAG flow images to estimate both the axial and the lateral displacements between adjacent B-scans. Another main problem for in vivo visualizing human ocular perfusion is the bulk motion artifact within each B-scan, also introduced by the human eye and head movements. To eliminate this bulk motion artifact, we adopted the phase compensation method described in Ref. 7. The histogram based phase estimation method was employed to better estimate phases used in the phase compensation method. These motion compensation methods worked well to remove/minimize the subject movement artifacts presented in the OMAG flow images.

Because of its high sensitivity to the flow, OMAG delivers superior performance for imaging the blood vessel networks both in retina and choroid. Especially after compensation for the motion artifacts, even the capillary networks can be effectively imaged. The depth-resolved imaging results for directional blood perfusion within an area of \(\sim 3 \times 3 \text{ mm}^2\) centered around fovea in the macular region is shown in Fig. 2, where the scanning area for flow imaging is box-marked in the top microstructural image. Because of the depth-resolved nature, we are able to separate the blood flows at different land-mark depths. To do this, we first used the segmentation
algorithm described in Ref. 6 to identify the RPE layer. We then treat the OMAG flow signals above the RPE layer as from the choroidal vessels. Depth resolved directional projection maps are for (a) retina; (b) within a layer from 0 to 30 μm below RPE; (c) within a layer from 30 to 100 μm below RPE; and (d) within a layer from 100 to 500 μm below RPE. Bar=500 μm.

Fig. 2 Shown in the top is one representative OMAG/OCT structure image where the projection maps of the blood flows within the marked depth-regions generated by OMAG are given in the bottom. The red color represents the positive flow (towards the probe beam) and the green the negative flow. Depth resolved directional projection maps are for (a) retina; (b) within a layer from 0 to 30 μm below RPE; (c) within a layer from 30 to 100 μm below RPE; and (d) within a layer from 100 to 500 μm below RPE. Bar=500 μm.

In summary, we used the OMAG technology to achieve imaging of ocular perfusion both in retina and choroid by stitching 9 small areas of C-scans. The datasets provided high resolution blood vessel maps down to the capillary level resolution, together with important information about the directions of blood flow. We have shown the projection images of directional blood perfusion at different land-mark depths, and the superior imaging results promise the future clinical applications for OMAG.

This study was supported in part by research grants from the National Institutes of Health (RO1 HL093140-01, RO1 EB009682-01, and RO1 DC010201-01), and an unlimited grant from Research to Prevent Blindness. Mr. Saunders would like to acknowledge the generous support of the Pete and Rosalie Johnson Internship Program in the School of Chemical, Biological, and Environmental Engineering at Oregon State University. OptoVue has licensed technology from OHSU of which Dr. Wang is an inventor. The technology is used in this research, which however did not receive support from OptoVue.

References