Multispectral in vivo three-dimensional optical coherence tomography of human skin

Aneesh Alex
Cardiff University
School of Optometry and Vision Sciences
Biomedical Imaging Group
Cardiff, Wales, United Kingdom

Boris Považay
Bernd Hofer
Medical University Vienna
Center for Medical Physics and Biomedical Engineering
Währinger Gürtel 18-20
Vienna, 1090 Austria
and
Cardiff University
School of Optometry and Vision Sciences
Biomedical Imaging Group
Cardiff, Wales, United Kingdom

Sergei Popov
Imperial College
Department of Physics
London, SW7 2AZ United Kingdom

Carl Glijttenberg
Susanne Binder
Ludwig Boltzmann Institute
Department of Ophthalmology
Rudolf Foundation Clinic Vienna
Juchgasse 25
Vienna, 1030 Austria

Wolfgang Drexler
Medical University Vienna
Center for Medical Physics and Biomedical Engineering
Währinger Gürtel 18-20
Vienna, 1090 Austria
and
Cardiff University
School of Optometry and Vision Sciences
Biomedical Imaging Group
Cardiff, Wales, United Kingdom

1 Introduction

Optical coherence tomography (OCT) is a noninvasive in vivo biomedical imaging modality capable of generating three-dimensional (3-D) images of tissue microstructure.\(^1\)\(^-\)\(^3\) To date, OCT has had the largest clinical impact in ophthalmology.\(^4\) In the past decade, development of ultra-broadband light sources,\(^5\)\(^,\)\(^6\) advances in fiber optics, and introduction of frequency-domain techniques\(^1\)\(^-\)\(^3\) have provided significant improvements in resolution,\(^8\)\(^-\)\(^11\) and image acquisition speed.\(^12\)\(^,\)\(^13\) In most of the biological tissues such as skin, the major limiting factor of OCT is its penetration depth due to strong scattering and absorption of light. However, this imaging depth of around 1 to 2 mm is comparable to the depth at which many biopsies are performed. In addition, many diagnostically important changes in tissue morphology, such as those associated with malignant conditions\(^14\) and various cutaneous diseases,\(^15\)\(^,\)\(^16\) occur in epithelial tissues. The capability of OCT to perform “optical biopsy” in situ in real time with unprecedented resolution makes it a promising noninvasive imaging modality for visualization and interpretation of microstructural information of different types of tissues.

Abstract. The capability of optical coherence tomography (OCT) to perform “optical biopsy” of tissues within a depth range of 1 to 2 mm with micron-scale resolution in real time makes it a promising biomedical imaging modality for dermatologic applications. Three high-speed, spectrometer-based frequency-domain OCT systems operating at 800 nm (20,000 A-scans/s), 1060 nm, and 1300 nm (both 47,000 A-scans/s) at comparable signal-to-noise ratio (SNR), SNR roll-off with scanning depth, and transverse resolution (<15 \(\mu\)m) were used to acquire 3-D tomograms of glabrous and hairy human skin in vivo. Images obtained using these three systems were compared in terms of penetration depth, resolution, and contrast. Normal as well as abnormal sites like moles and scar tissue were examined. In this preliminary study, skin pigmentation had little effect on penetration accomplished at three different wavelengths. The epidermis and dermal–epidermal junction could be properly delineated using OCT at 800 nm, and this wavelength offered better contrast over the other two wavelength regions. OCT at 1300 nm permits imaging of deeper dermal layers, critical for detecting deeper tumor boundaries and other deeper skin pathologies. The performance at 1060 nm compromises between the other wavelengths in terms of penetration depth and image contrast.

Keywords: coherent optical systems; imaging systems; tomography; three-dimensional images; lasers in medicine; fiber optics.

Paper 09509R received Nov. 17, 2009; revised manuscript received Feb. 16, 2010; accepted for publication Mar. 4, 2010; published online May 4, 2010.
Excisional biopsy and histology represent the “gold standard” for morphological investigation of biological tissues. The ultimate aim of noninvasive in vivo biomedical imaging modalities is to access the three-dimensional morphology of macroscopic volumes of thick areas (> 10 × 10 mm²), with a resolution similar to that of histology at speeds compatible to clinical requirements, i.e., within seconds or even real time, to reduce motion artifacts. In dermatology, several imaging methodologies including epiluminescence microscopy (ELM),¹⁷–¹⁹ confocal laser microscopy (CLM),²⁰–²³ high-frequency ultrasound imaging (HFUS),²⁴–²⁶ multiphoton tomography (MPT),²⁷–²⁹ magnetic resonance imaging (MRI),³⁰–³² and OCT are being employed and investigated to realize this goal. Since its introduction into dermatology in 1997, OCT has been utilized to obtain qualitative and quantitative information from human skin in vivo.³³–³⁷ Polarization-sensitive³⁸–⁴⁰ and flow-sensitive⁴¹ approaches have been incorporated into many OCT systems, allowing complementary functional information and increased contrast to be obtained alongside the structural OCT images.⁴² In addition to visualization of morphological details, dermal OCT has been used for applications such as detection of skin tumors¹⁴,³⁸,⁴³–⁴⁵ and various pathologies,⁴⁶,⁴⁷ analysis of inflammatory skin conditions,¹⁵,¹⁶ evaluation of treatment effects,⁴⁸–⁵⁰ assessment of burn depth,⁵⁹ and monitoring of the wound healing process.⁵¹

Most OCT systems operate in the wavelength region of 700 to 1300 nm, known as the “optical diagnostic window,” where light absorption by tissue components such as water, melanin, and hemoglobin is relatively low. Meanwhile, the majority of OCT systems used for dermal imaging employ the 1300-nm wavelength region. However, due to the variation in tissue optical properties with wavelength, imaging parameters such as resolution, penetration depth, and contrast depend on the central wavelength and bandwidth of the light source. Sainier et al.⁵² quantified the appropriateness of common OCT sources based on light–tissue interactions during its propagation through tissues with known optical properties and postulated that higher wavelength sources centered at 1300 nm would be capable of imaging deeper than those centered close to 800 nm. Many comparative studies of OCT at different wavelength regions between 800 nm and 1800 nm have been performed to find an optimum wavelength region for dermal imaging.⁵³–⁵⁵ Recently, simultaneous detection of OCT images using two wavelength bands supplied by a single supercontinuum light source have been implemented, both in time and spectral domains.⁵⁶,⁵⁷

However, owing to variations in experimental conditions or due to differences in the purpose of study, no definite conclusions as to the optimum wavelength region employable for dermal OCT have been reached. Hence, this paper aims for a systematic investigation comparing images of human skin obtained in vivo from different locations at three different wavelength regions, each optimized to be similar in terms of SNR, SNR roll-off with depth, and transverse resolution.

## 2 Materials and Methods

### 2.1 Subjects

During the course of this study, in vivo 3-D OCT images of different dermal sites such as skin above the proximal interphalangeal (PIP) joint of the middle finger and dorsal forearm were obtained from three subjects. As suggested by previous studies,⁴⁸ contact gel was topically applied to all these imaging sites as an index matching medium to decrease the superficial surface reflectivity, and a tilted glass plate was placed above to avoid specular reflections. To determine the effect of skin pigmentation on OCT, normal subjects comprising skin types II (Caucasian), IV (Indian), and VI (African) according to the Fitzpatrick scale³⁸ participated in this study. In addition, OCT images of pigmented moles and scar tissue were obtained from two of these volunteers for analysis of the microstructural deformations in these tissues and also to observe the wavelength-dependent variations in visualization of minute morphological details.

### 2.2 OCT Systems

Three spectrometer-based frequency-domain OCT systems operating at 800-nm, 1060-nm, and 1300-nm wavelength regions, respectively, were used to obtain images of human skin in vivo.

| Table 1 Specifications of three OCT systems. Two alternative light sources were used for 1300-nm imaging. |
|---|---|---|---|
| Central wavelength nm | 800 | 1050 | 1250 | 1320 |
| Bandwidth nm | 140 | 72 | 140 | 100 |
| Axial resolution μm | ~3 | ~7 | ~6 | ~7 |
| Transverse μm | ~12 | ~12 | ~15 | ~15 |
| Imaging speed kHz | 20 | 47 | 47 | 47 |
| Signal-to-noise ratio dB | 91 | 93 | 94 | 94 |
| Power on sample mW | 4 | 3 | 2.5 | 2.5 |
in vivo. An ultra-broadband coherent light source (Ti:Al_2O_3 laser) was used in the 800-nm OCT system; an amplified spontaneous emission (ASE) source (NP Photonics, Tucson, Arizona) was used in the 1060-nm OCT system; and a ytterbium (Yb)-doped fiber laser and a superluminescent light emitting diode source (Thorlabs, Inc., Newton, New Jersey) were used in the 1300-nm OCT system. A comparison of the main specifications of these OCT systems is given in Table 1.

The design and implementation of these spectrometer-based OCT systems was previously described in detail. Briefly, in all three fiber-based OCT systems, a fiber-optic coupler with an asymmetric splitting ratio was used to divide the light from the source into the sample and reference arms. The reference arm consisted of a free-space pathway with dispersion compensation material for balancing dispersion due to fiber length mismatch and biological tissues, while the sample arm consisted of a handheld probe with two galvano-metric mirrors for scanning in two dimensions. The design of the all-reflective spectrometers was based on the Czerny-Turner configuration, which operated in a very compact geometry, maximizing mechanical stability and minimizing internal chromatic aberrations. The digital data were transferred from the respective Si or InGaAs line scan camera to a frame grabber (National Instruments) by a standard CameraLink connection. The timing of the image acquisition and the galvanometric scanners in the sample arm was synchronized by employing a field programmable gate array (National Instruments). Communications between these components of image acquisition hardware were regulated by a LabView programming interface (National Instruments). Typical surface dimensions of a scan region were approximately 8 x 8 mm², with 1024 transverse sampling points per B-scan. Sampling density was set to be just over the critical sampling limit. The wavelength-dependent components of the handheld probe such as the collimator and objective lens were selected appropriately for each system, so that they were comparable in terms of transverse resolution and depth of focus. All three OCT systems were found to be similar in terms of SNR, transverse resolution, and sensitivity roll-off. However, the free-space axial resolution of the 800-nm system was measured to be better than the other two systems (Table 1). Images obtained from approximately the same locations were compared in terms of resolution, contrast, penetration depth, and dynamic range.

3 Results and Discussion

All three OCT systems, with image acquisition rates of 20,000 A-scans/s (800-nm system) and 47,000 A-scans/s (both the 1060-nm and 1300-nm systems), demonstrated the tremendous potential of OCT to manifest micromorphological information about human skin in vivo. Figure 1 depicts the capa-

Fig. 1 Different ways to display micromorphological information obtained using OCT. (a) B-scan of skin above the proximal interphalangeal joint of the middle finger obtained using 1300-nm system. (b) Magnified view of different sublayers of epidermis and dermis. The yellow arrow points toward the dermal–epidermal junction. (c) 3-D rendering of the same region reconstructed using 1024 B-scans. (d) En face sections of the same region separated in depth by 360 μm. The scale bar in (a) denotes 500 μm, and the scale bar in (b) denotes 200 μm.
bility of OCT to display the extracted information as cross-sectional images in orthogonal planes [Figs. 1(a) and 1(d)] and in three dimensions [Fig. 1(c)]. The 1300-nm system employing the fiber laser–based source could clearly visualize the morphology of several cutaneous layers such as epidermis, dermis, and even the deeper layer of subcutaneous fat at the palmar side of the PIP joint of the middle finger. Glabrous skin, as found on the palm, allows better discrimination of different layers in the OCT tomogram, and their intensity pattern can be correlated to various anatomical structures. All major cutaneous layers, including different sublayers [Fig. 1(a) and 1(b)], were well delineated due to pronounced differences in scattering. Above the thick and almost transparent stratum corneum (SC), the stratum disjunctum can be clearly seen as a narrow region with increased scattering, caused by the mix of exfoliated cornal material and air. Higher concentration of eleidin and the lack of intercellular bodies make the stratum lucidum a homogenous, even less scattering layer between the stratum corneum and stratum granulosum. As indicated by the yellow arrow in Fig. 1(b), beneath the highly reflecting stratum granulosum and stratum spinosum, the stratum basale can be sometimes seen as a crisp, bright transition zone between highly scattering epidermis and less scattering papillary dermis (PD). The absence of melanocytes in the basal layer of epidermis and the undulations of the dermal papillae at the dermal–epidermal junction makes it hard to clearly demarcate the boundary between epidermis and dermis in glabrous skin. The PD is well demarcated from the reticular dermis (RD) by the rete subpapillare (RS), a dense network of capillaries at their relatively flat boundary. The PD, comprising fine collagen and elastin fibers and small blood vessels arising from the RS, seem to be a less scattering layer when compared to the RD, comprising large compact collagen fibers and thick elastin fibers. At the region of the fold above the PIP joint, horizontal striations associated with lymphatic clefts and microvasculature can be seen deep inside the RD. Underneath the fibrous RD, structures resembling adipose fat conglomerations of the hypodermis can also be seen, before the intensity of backscattered light drops. Figure 1(c) shows a three-dimensional rendering constructed using 1024 B-scans obtained from the PIP joint of the middle finger and features a virtual dissection at the base of the SC and another one beneath the RS. Averaged en face views of the same volume sampled at different depths [Fig. 1(d)] unveil different morphological features more clearly due to the stratified nature of skin.

The fold above the PIP joint is an interesting region for obtaining OCT images of glabrous skin as it flattens out the undulations of dermal papillae, compacts underlying layers, and allows deeper penetration of light [Fig. 1(a)]. Figure 2 depicts cross-sectional and en face images of skin above the PIP joint obtained at three wavelengths. In this study, penetration depth appears to increase with wavelength at approximately identical locations, as demonstrated in many previous theoretical and experimental studies [Figs. 2(a)–2(c)]. Interestingly, even at 800 nm, it was possible to see structures as deep as the RD. En face views of different cutaneous layers were constructed by averaging in depth across 1024 B-scans within the range indicated by markers in the corresponding cross section [Figs. 2(d)–2(q)]. En face projections obtained at the main dermal layers demonstrate the wavelength-dependent appearance of different anatomical features. In the SC [Figs. 2(d)–2(f)], parallel ridges formed by the underlying dermal papillae can be clearly distinguished, on top of which sweat ducts, visible as bright spots, open [arrow in Fig. 2(d)]. The sweat ducts change their relative contrast and appear as dark spots inside the brighter islands formed by the highly scattering viable epidermis (VE) [Figs. 2(g)–2(i)] that is intersected by dark downward folds of thicker epidermis at dermal ridges. The PD [Figs. 2(j)–2(l)] can be easily recognized by its honeycomb-like structure formed by fibrous stroma of the RD around the comparatively less scattering darker base of the dermal papillae. The RD [Figs. 2(m)–2(q)] forms a high-scattering layer with a rich supply of blood vessels, which can be easily identified as signal-poor regions. The 1300-nm OCT system allowed better visualization of deeper structures of the RD, and no significant difference in contrast was noticed between the three wavelengths at this region of human skin.

In Fig. 3, images of hairy skin obtained from the dorsal forearm at three different wavelength regions are compared in terms of penetration depth and contrast. In the cross sections obtained by averaging three B-scans in order to reduce speckle, the various cutaneous sublayers along with their appendages are visualized as horizontal bands with remarkably different contrast. The increase in penetration depth with wavelength becomes more evident in hairy skin [Figs. 3(a)–3(c)]. Comparing the values of epidermal thickness obtained from the similar location in concurrent studies, the bright narrow line on the surface of the cross-sectional images corresponds to the thin SC that is dominated by the highly scattering stratum disjunctum, followed by a lower scattering region of living epidermis and then a bright layer that corresponds to the stratum basale (SB) [arrow in Fig. 3(a)]. The SB appears as a highly scattering layer, making it more distinct in thin skin, due to the higher concentration of melanin-rich compartments in this portion of epidermis. This can also be seen in Fig. 4. The PD can be easily distinguished from the RD due to different scattering properties. Dark vertical lines in the cross-sectional images arise from the shadows cast by hair. Due to the higher average scattering in thin skin, a considerable difference in contrast was noticed between cutaneous layers depending on the wavelength used, with the 800-nm region offering better contrast over the other two wavelength regions. Figures 3(d)–3(f) show en face views of epidermis at 800 nm, 1060 nm, and 1300 nm, respectively. The fine grooves (sulci cutis) on the skin surface can be seen as a dark network, and the dermal ridge pattern on hairy skin is much less structured than in the glabrous skin. The PD can be clearly identified in the en face view, as it is characterized by dark portions of dermal papillae with intervening brighter portions of the RD [Figs. 3(g)–3(i)]. The RD appears as a dense fibrous layer with many blood vessels and skin appendages contributing to stronger scattering and absorption of incident light [Figs. 3(j)–3(n)]. The decay of signal intensity with depth on glabrous and hairy skin at different wavelength regions is compared in Fig. 4. The curves placed on the B-scans in Figs. 4(a) and 4(c) represent depth-dependent signal decay across two to three A-scans in the given cross sections at three different wavelength regions and depict the axial profile of the OCT signal, showing variations in backscattered intensity within different dermal layers. However, the curves in Figs. 4(b) and 4(d) were obtained by averaging A-scans.
Fig. 2 Images of glabrous skin located above the proximal interphalangeal joint of the middle finger obtained using three OCT systems. B-scans obtained using (a) 800-nm, (b) 1060-nm, and (c) 1300-nm OCT systems. Dynamic ranges (dB) in these images are indicated using gray scales. En face images of various subsurface layers from 800-nm (d, g, j, m), 1060-nm (e, h, k, n, p), and 1300-nm (f, i, l, o, q) OCT systems. The yellow arrow in (d) denotes a sweat duct. The scale bars denote 500 μm in (a, b, c) and 1 mm in en face sections. (Color online only.)
across a volume stack of 200 B-scans at the same location, in order to emphasize the wavelength-dependent variation in the drop of signal intensity with depth, rather than the profile itself. The A-scan profiles show that the relative amplitude of signal intensity from various subcutaneous layers is slightly different depending on the wavelength region, and the averaged A-scan profiles confirm that the attenuation of OCT signal with depth is less at higher wavelength regions.

Fig. 3 Images of skin at the dorsal forearm obtained using three OCT systems. B-scans obtained using (a) 800-nm, (b) 1060-nm, and (c) 1300-nm OCT systems. Dynamic ranges (dB) in these images are indicated using gray scales. En face images of various subcutaneous layers from 800-nm (d, g, j), 1060-nm (e, h, k, m), and 1300-nm (f, i, l, n) OCT systems. The scale bars denote 500 μm in (a, b, c) and 1 mm in en face sections.
In glabrous skin, eleidin functions as the primary UV-absorbent, rendering it white to pinkish in appearance regardless of skin phototype, while in hairy skin, melanin performs this function. Melanin is found in the form of highly scattering melanosomes, produced by the melanocytes, which are located at the SB. Melanin pigmentation of hairy skin influences light penetration at shorter wavelengths, and hence was postulated to affect the imaging depth of OCT by wavelength-dependent scattering and absorption. Figure 5 compares images of dorsal forearm skin taken from three different skin types (II, IV, and VI) at all three wavelengths, to determine the effect of skin pigmentation on OCT. (The visual appearance of the skin at the dorsal forearm of the three subjects imaged is indicated in the column labels.) As suggested in a previous study, skin color does not appear to affect penetration depth in OCT within these set of samples, whereas the variation in depth of penetration with wavelength is quite evident in all the skin types, as shown in the Figs. 5(a)–5(i). Previous studies that attempted a comparison of skin types of various ethnic origins at a single wavelength or using a multimodal approach concluded that African-American (type VI) skin has more contrast at the dermal–epidermal junction and more prominent dermal papillae than Caucasian skin. In order to obtain more information about the anatomical differences between these three skin types, en face views were generated across 1024 B-scans at the basal layer of epidermis [Figs. 5(j)–5(r)]. The exact sampling location in depth is indicated by the markings to the right of each of the cross-sectional images. In these en face sections, a higher concentration of bright ring-shaped structures, known as “edged papillae,” surrounding darker dermal papillae can be clearly seen in darker skin tones. The structural architecture of these edged papillae at the dermal–epidermal junction, critical in melanoma diagnosis, have been widely investigated using CLM. The high resolution of the systems used in this study helped to identify the origin of higher contrast observed at the dermal–epidermal junction in darker skin types.

Figure 6(a) depicts the signal decay over depth in these three skin types at the 1300-nm region. The A-scan profiles show that the signal began to decay at a much faster rate in the RD when compared to the epidermis and the PD. As can be seen from the averaged A-scan profiles in Fig. 6(b), the OCT signal intensity first declined in the skin of the Caucasian subject, even when the epidermis of the African subject was thicker. The attenuation of light inside the tissue is influenced by both scattering and absorption, although the latter is much lower in the near-infrared region. A previous study carried out to determine the absorption and reduced scattering coefficients of human skin in the wavelength range from 400 nm to 2000 nm concluded that the scattering at wavelengths larger than 600 nm originated from large Mie scatterers, such as collagen and elastin bundles. This explains why the light penetration depth appeared to be independent of skin pigmentation, since the melanin, which behaves as a small Rayleigh scatterer, does not contribute significantly to the scattering of light in the wavelength regions employed for this study.

In addition to normal skin, a range of nevi and scar tissue was investigated to determine the changes in the structural organization of different skin layers, and also to analyze the performance of the three wavelength regions on different types of tissues. Figure 7 shows OCT images of a light-brown-colored intradermal nevus, which is characterized by cells that are confined within the dermis and is generally dome-shaped. As a result of the slightly different force applied by the handheld probe on the surface of nevus, its outer shape appears more or less flattened in B-mode scan cross sections obtained by the three OCT systems. As expected, the 1300-nm OCT system was capable of penetrating deeper into the nevus when compared to the other two systems [Figs. 7(a)–7(c)]. In the en face images of the upper dermis [Figs. 7(g)–7(i)], the dark structures postulated to be dilated blood vessels appear distinct from the brighter surroundings formed by the unaffected dermis. The 800-nm wavelength region provided a slightly better contrast over the other two wavelengths. OCT images of a black compound nevus, which is characterized by clusters of nevus cells present both in epidermis and dermis, are displayed in Fig. 8. The lower boundary of the nevus is able to be visualized only with the 1300-nm OCT system, as strong scattering by the densely packed nevus cells did not permit us to penetrate deep enough.
with shorter wavelength systems [Figs. 8(a)–8(c)]. However, the 800-nm system provided better contrast in the cross-sectional view, and the image contrast diminished for higher wavelengths. The surface area of the compound nevus can be determined from the en face views of epidermis [Figs. 8(d)–8(f)], and the decrease in strength of scattering with wavelength can be seen from the en face images of upper dermis [Figs. 8(g)–8(i)]. The deeper dermis (DD) region, directly underneath the nevus, becomes overcast by shadow in the en face image obtained at 800 nm, while more information is found at 1060 nm, and 1300 nm enables almost full reconstruction of the tissue underneath [Figs. 8(j)–8(l)].

Scars are areas of fibrous connective tissue that replace normal skin following an injury. They tend to be paler and denser than surrounding normal tissue due to a limited blood
supply. Scar tissues in skin are inferior to healthy skin due to loss of flexibility, reduced resistance to UV radiation, and incapability to grow sweat glands and hair follicles. As depicted in Fig. 9, in order to determine the nature and extent of structural deterioration in scar tissues, OCT images of a scar located above the PIP joint of the fourth finger were obtained at the three wavelength regions. The scar tissue appears as a dense brightly scattering region due to the higher collagen content. It lacks the layered structural arrangement found in the surrounding normal tissue as well as displays a notable thinning of the SC [boxes in Figs. 9(a)–9(c)]. The 1300-nm wavelength region was capable of penetrating deepest and allowed demarcation of the dimensions of the volume occupied by the scar tissue. En face views aided understanding of the pattern of scar formation and its variations in depth. The SC images [Figs. 9(d) and 9(e)] of this scar tissue indicate a different arrangement and density of sweat ducts, and the starlike shape of putative fibrous collagen content forming the dense brightly scattering region due to the higher collagen content. It lacks the layered structural arrangement found in the surrounding normal tissue. Some of this scar tissue indicates a potential of OCT as a noninvasive tool for imaging skin cancers. Among various dermal imaging modalities, OCT appears to be a promising methodology for investigating micromorphological and pathological features of human skin. Multiple studies have been performed to demonstrate the potential of OCT as a noninvasive tool for imaging skin tumors. Critically sampled three-dimensional imaging capability, visualization of these volumes in arbitrary cross-sectional planes, and comparatively larger field of view obtained using OCT helps in detecting the tumor margins and other pathological conditions in lateral dimensions too.

In this preliminary study, microstructural information obtained in vivo using OCT from different portions of the human skin was interpreted using textbook histology cross sections rather than the histology obtained from the excised tissue. Morphological details were compared between identical regions of OCT scans only. This has advantages due to identical physical image generation principles in all images. However, this does not allow for identification of all structures and 1:1 correlation with gold standard histology. In this preliminary study, to find the effect of skin pigmentation on OCT, three subjects with distinctively different pigment levels were investigated, and no correlation was found between the depth of light penetration and skin pigmentation. Hence, this study supports the statement that the pigmentation has much lower influence on overall absorption and scattering in the near-infrared wavelength region than the surrounding tissue. Although a larger number of subjects and locations might improve the quantification of an signal dependency on pigmentation, this result implies that it would be rather negligible. Another limitation of this study was the lack of an appropriate algorithm for segmenting different dermal layers. It should be possible to visualize different layers and their features much more distinctively through segmentation, less affected by their topology, to obtain more easily interpretable en face views.

The success of noninvasive treatment procedures using chemotherapeutic agents such as 5-flourouracil, imiquimod, and 5-aminoavulcinic acid in basal cell carcinomas and actinic keratoses emphasizes the need for noninvasive imaging modalities with adequate resolution and penetration depth for monitoring the disease progression. These noninvasive imaging techniques also help in delineating tumor margins, which is critical in surgery, photodynamic therapy, and radiotherapy of skin cancers. Among various dermal imaging modalities, OCT appears to be a promising methodology for investigating micromorphological and pathological features of human skin. Multispectral in vivo techniques showing promise as useful clinical tools in dermatology is currently being investigated. Imaging modalities with submicron-scale resolution, short acquisition time, sufficient contrast, adequate penetration depth, and good applicability are of particular importance. Skin structures down to a depth of 8 mm can be investigated using HFUS at 20 MHz, with a limited resolution of about 80 μm axially and 200 μm laterally. HFUS is used in preoperative assessment and postoperative follow-up of skin tumors. CLM is one of the prominent noninvasive in vivo imaging modalities, which could perform optical sectioning of human skin in the horizontal plane with a resolution comparable to that of histology. However, the depth of imaging is limited to ~300 μm at 830 nm due to tissue-induced aberrations and scattering. This effect is also seen in the presented OCT images but has less influence on the OCT image formation. In CLM, imaging parameters such as field of view and axial and lateral resolutions are determined by the magnifying power and numerical aperture (NA) of the objective lens used. A routinely used objective lens with 30× magnification and 0.9 NA provides a field of view of 0.5 mm, a lateral resolution of 0.7 μm, and an optical section thickness of 3 μm at ~30 Hz per individual cross section. To enable visualization of larger areas of tissue with varying magnification, a two-dimensional sequence of images can be captured and software-stitched into a mosaic. However, this procedure does require a time-consuming repositioning of the focusing head. A comparative study using different illumination wavelengths (830 nm, 1064 nm, and 1100 nm) demonstrated that the depth of imaging increased to ~350 μm at 1064 nm. MPT is another emerging noninvasive imaging
technique in which intense pulsed near-infrared laser beams (700 to 1000 nm) are focused onto a tiny excitation volume (1 μm³) in order to realize nonlinear, nonconfocal high-resolution luminescence imaging. It enables 4-D functional imaging of subcellular structures as deep as ~200 μm by detecting the second-harmonic signals, autofluorescence, and spatially resolved fluorescent decay kinetics. Typically, MPT offers a resolution of 250 ps temporally, 0.4 to 0.6 μm laterally, and 1.2 to 2 μm in the axial direction. Although the resolution offered by OCT is superior to that of HFUS, it is inferior to that of MPT and CLM. Currently, depth of imaging seems to be most limited for MPT and CLM (~300 μm), followed by OCT (1 to 2 mm), and highest for HFUS (~8 mm at 20 MHz), among these dermal imaging techniques. All these imaging techniques are aiming to give access to huge data sets with the potential to give a complete repre-

Fig. 7 Images of an intradermal nevus. B-scan of an intradermal nevus obtained using (a) 800-nm, (b) 1060-nm, and (c) 1300-nm OCT systems. En face views of different layers of intradermal nevus from 800-nm (d, g, j), 1060-nm (e, h, k), and 1300-nm (f, i, l) OCT systems. The dark structures, marked by yellow arrows, are postulated to be dilated blood vessels associated with the nevus. The scale bars denote 500 μm in cross sections and 1 mm in en face views. (Color online only.)
sentation of the morphology at the cellular level. For clinical applications, this raises the demand for automated detection of structural irregularities or more specific indicators typically based on spectroscopic information. While some of the competing techniques intrinsically deliver some kind of functional labeling, OCT in its current form is mainly limited to morphologic imaging. Consequently, it is indicated that only a combination of multiple noninvasive technologies will be able to replace all aspects of invasive histology with its ability for chemically selective high-resolution staining.

4 Conclusions

In this study, in vivo 3-D OCT images of human skin obtained at three different wavelength regions were compared in terms of resolution, penetration depth, and contrast. As expected, the
Fig. 9 Images of scar tissue on skin above the proximal interphalangeal joint of the fourth finger. B-scans of the scar obtained using (a) 800-nm, (b) 1060-nm, and (c) 1300-nm OCT systems. 

<table>
<thead>
<tr>
<th>800nm</th>
<th>1060nm</th>
<th>1300nm</th>
</tr>
</thead>
<tbody>
<tr>
<td><img src="https://example.com/image1.png" alt="Image" /></td>
<td><img src="https://example.com/image2.png" alt="Image" /></td>
<td><img src="https://example.com/image3.png" alt="Image" /></td>
</tr>
<tr>
<td><img src="https://example.com/image4.png" alt="Image" /></td>
<td><img src="https://example.com/image5.png" alt="Image" /></td>
<td><img src="https://example.com/image6.png" alt="Image" /></td>
</tr>
<tr>
<td><img src="https://example.com/image7.png" alt="Image" /></td>
<td><img src="https://example.com/image8.png" alt="Image" /></td>
<td><img src="https://example.com/image9.png" alt="Image" /></td>
</tr>
<tr>
<td><img src="https://example.com/image10.png" alt="Image" /></td>
<td><img src="https://example.com/image11.png" alt="Image" /></td>
<td><img src="https://example.com/image12.png" alt="Image" /></td>
</tr>
</tbody>
</table>

En face views sampled across different dermal layers obtained at 800 nm (d, g, j, m), 1060 nm (e, h, k, n, p), and 1300 nm (f, i, l, o, q) to illustrate increase in penetration depth with wavelength. The scale bars denote 500 μm in cross sections and 1 mm in en face sections.
longer wavelengths were less affected by scattering losses and were capable of deeper penetration. All major subepidermal layers along with their appendages were clearly visible to different depths using all the wavelength regions employed. Hair and glabrous skin display a similar behavior at the highly scattering layers underneath the less scattering SC. Interestingly, scattering in the SC itself seems to be strongly dependent on wavelength, which leads to a very different appearance in both hairy and glabrous skin, especially at around 1 μm. The 800-nm system profits from the higher axial resolution, and also delivers higher contrast in comparison to 1300 nm. This could be primarily due the stronger scattering at smaller particles but also can be influenced by absorption due to endogenous chromophores such as melanin and hemoglobin. This study emphasizes the need for high axial resolution systems to enable discrimination of thin layers such as the SC (∼20-μm thick) in hairy skin cross sections and also presents the advantage of high-speed imaging allowing high-resolution en face sections at different depths and thus enabling the differentiation of minute morphological structures and abnormalities.

In agreement with previous studies, the investigation of normal subjects with different ethnic origins indicates that skin pigmentation does not affect the depth of light penetration, but rather demonstrates that the main amount of scattering at infrared wavelengths occurs in the dermis. Bright ring-shaped structures associated with highly scattering melanin-rich keratinocytes surrounding dermal papillae in darker skin tones could be demarcated within the basal layer of the epidermis and were found to locally increase the contrast at the dermal–epidermal junction. The investigation of moles and scar tissue during this study accentuated the need for employing higher wavelength sources to evoke information from deeper layers. Lower wavelength regions provided more contrast for superficial nevus nests in light-pigmented moles, while the nests of the thicker, highly pigmented moles were overcast by shadows, which could be suppressed by using longer wavelengths.

The dermal–epidermal junction, which is critical in early cancer diagnosis, could be well delineated using the 800-nm system, and this wavelength is also best suited for pharmacological studies, which focus on the epidermal barrier function. Meanwhile, employment of the 1300-nm wavelength region becomes inevitable in applications such as detection of deeper tumor margins, assessment of larger skin pathologies, and evaluation of treatment effects, which require information from deeper dermal layers. The 1060-nm region exhibits a performance between the 800-nm and 1300-nm wavelength regions in terms of penetration depth and contrast, but it is limited in axial resolution due to the reduced availability of ultra-broadband sources in this wavelength region. In summary, all three OCT systems have demonstrated their ability to acquire a gigavoxel image within ∼10 s with micron-scale resolution to varying imaging depths, thereby improving the scope for deploying this high-speed, high-resolution technology as a noninvasive method for diagnostics and treatment monitoring in dermatology.

Acknowledgments
This work was supported by the BBSRC, Wellcome Trust, Cardiff University, MRC, FP6-IST-NMP-2 STREPT (017128, NanoUB), DTI Grant (OMICRON), AMR Grant (AP1110), European Union Project FUND OCT (FP7 HEALTH, Contract No. 201880), MAXON Computer GmbH, and Carl Zeiss Meditec, Inc.

References
21. M. Rajadhyaksha, S. González, J. M. Zavilans, R. R. Anderson, and...
null
blood content, skin type and smoking habits,” Acta Derm Venereol 83(6), 410–413 (2003).