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Abstract. Efficient image cytometry of a conventional microscope
slide means rapid acquisition and analysis of 20 gigapixels of image
data �at 0.3-�m sampling�. The voluminous data motivate increased
acquisition speed to enable many biomedical applications.
Continuous-motion time-delay-and-integrate �TDI� scanning has the
potential to speed image acquisition while retaining sensitivity, but
the challenge of implementing high-resolution autofocus operating si-
multaneously with acquisition has limited its adoption. We develop a
dynamic autofocus system for this need using: 1. a “volume camera,”
consisting of nine fiber optic imaging conduits to charge-coupled de-
vice �CCD� sensors, that acquires images in parallel from different
focal planes, 2. an array of mixed analog-digital processing circuits
that measure the high spatial frequencies of the multiple image
streams to create focus indices, and 3. a software system that reads
and analyzes the focus data streams and calculates best focus for
closed feedback loop control. Our system updates autofocus at 56 Hz
�or once every 21 �m of stage travel� to collect sharply focused im-
ages sampled at 0.3�0.3 �m2/pixel at a stage speed of 2.3 mm/s.
The system, tested by focusing in phase contrast and imaging long
fluorescence strips, achieves high-performance closed-loop image-
content-based autofocus in continuous scanning for the first time.
© 2007 Society of Photo-Optical Instrumentation Engineers. �DOI: 10.1117/1.2743078�

Keywords: image content autofocus; high throughput microscopy; feedback
control; volume optics; parallel imaging.
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Introduction

low and image cytometers are instruments that measure cells
nd are in wide use in clinical and research settings. Flow
ytometers, which began in the 1950s with the Coulter
ounter and attained fluorimetry capabilities in the 1960s,1 are
uch more prevalent because of advantages in speed and au-

ddress all correspondence to: Jeffrey H. Price, Burnham Institute for Medical
esearch, 10901 North Torrey Pines Road, La Jolla, California 92037; Tel: 858–

46–3162.

ournal of Biomedical Optics 034011-
tomation, despite the superior information content of 2-D im-
ages relative to 1-D flow data. Commercial flow cytometers
can reach 70,000 cells/ s,2 while image cytometers typically
process cells at under 1000 cells/ s at moderate
magnification/resolution.3 Speeds of more than
100,000 cells/ s have been reported in imaging4 at low mag-
nification where depths of field are large and autofocus per-
formance is not critical. Although image cytometers have re-
1083-3668/2007/12�3�/034011/16/$25.00 © 2007 SPIE
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ently achieved the same level of walk-away automation for
arge cell populations3 �see also high content screening instru-

ents from Beckman Coulter �Fullerton, California�, Cellom-
cs �Thermo Fisher Scientific, Pittsburgh, Pennsylvania�, GE-
mersham �Buckinghamshire, United Kingdom�, Evotec
echnologies �Hamburg, Germany�, BD Biosciences �Boston,
assachusetts�, Molecular Devices Corporation �Sunnyvale,
alifornia�, and the Compucyte Corporation �Cambridge,
assachusetts��, experience with flow cytometry and the de-
ands of applications in fields like clinical diagnostics and

rug discovery suggest that image cytometry use may expand
ramatically with similarly high throughput. Throughputs an
rder of magnitude greater can be achieved by moving the
ample in a continuous motion.5,6 But robust autofocus per-
ormance in high-resolution optical microscopy, where depths
f field are on the order of 1 �m, has been challenging7,8 and
as not previously achieved the performance required for
idespread use of continuous-scanning image cytometry.

The two primary approaches to autofocus are: 1. position
ensing, usually based on light reflection off of the specimen
urface substrates,9–11 and 2. image content sharpness mea-
urements, wherein the image quality is maximized directly to
chieve best focus.7,8,12–14 Surface sensing is best for total
nternal reflect fluorescence �TIRF� microscopy, because the
osition of the focal plane directly adjacent to the surface is
undamental to the physics of fluorescence generation �e.g.,
he Nikon Perfect Focus System�. It is also widely used for
ower resolution, large depth of field �NA�0.5� image cy-
ometry. Image-content-based autofocus works best for

edium- and high-resolution automated microscopy �NA
0.5�, where the depths of field approach or become even

maller than the thickness of the tissues and where the speci-
ens vary in height and thickness. The drive to use higher
A objectives arises from the need to improve resolution,
hich is a function of NA, and increase fluorescence light
athering power, which is a function of NA4.15 The NA4 de-
endence of fluorescence light gathering is particularly dra-
atic and in many cases may explain, even more than the

ncrease in resolution, why tiny details become so much more
isible in fluorescence as NA is increased. Since depth of field
s a function of NA2,15 autofocus challenges increase substan-
ially with NA. These challenges and tradeoffs have made
utofocus an active microscopy research topic for many years.
ere we report adapting our image-content-based autofocus
ethods to create dynamic image-content-based autofocus for
edium- and high-resolution continuous scanning. The sys-

em parallelizes our previous autofocus methods to image and
easure the sharpness of multiple focal planes in parallel for

n-the-fly autofocus.
For use in a wide range of applications, a high-

erformance image cytometer should acquire and process
arge quantities of data at submicron resolution, e.g., about
0,000 1-Mpixel images for an area of one 25�75-mm2 mi-
roscope slide at 0.3�0.3-�m2/pixel sampling �with a
.6-�m resolution objective �Rayleigh, NA=0.5 and �
500 nm� and a 1K�1K CCD camera Nyquist sampling

0.3 �m�, the field of view is 0.307�0.307 mm2 and 19,868
mages are needed to cover the area of a 75�25-mm2 micro-
cope slide�. Conventionally, the cells are scanned by moving
stage between each field of view �FOV� and stopping to

ournal of Biomedical Optics 034011-
autofocus and capture an image.3 Good autofocus is funda-
mental to the quality of a microscope image in an automated
instrument; the quality of the measurements and observations
drawn from the image are dependent on sharp focus. Autofo-
cus is perhaps even more important in automated image cy-
tometry, because image segmentation �as well as other image
processing and analysis operations� and the resulting mea-
surements are sensitive to focus. Autofocus is critical for
maintaining consistent image sharpness because slides, cover-
slips, and plates are far from flat �relative to the depth of
field�, and mechanical instabilities that include thermal expan-
sion, gear backlash, and settling are best countered by correc-
tive feedback. In lower resolution systems, autofocus is some-
times performed on only every five or ten fields to increase
speed. For NAs of 0.5 or more where depths of field approach
1.0 �m or less, however, measurement precision can be com-
promised by infrequent autofocus.

Here, we report our exploration of parallel multiplanar im-
age sharpness measurements for continuous autofocus to
overcome the speed limitations of our current systems, in
which the repeated acceleration and deceleration of a rela-
tively massive stage to sequentially image many adjacent
fields of view fundamentally limits speed. We found that
acceleration-induced vibration that degrades imaging and au-
tofocus performance can be easily achieved with the commer-
cial motorized stages routinely used in microscopy. Sequential
stage motion, autofocus, and image capture are also inefficient
simply because the camera is not acquiring an image for cy-
tometry during autofocus and stage movement. Previous de-
signs for moving the stage continuously to overcome these
problems and increase speed are summarized in Table 1. The
system by Netten et al.16 followed a prerecorded focus path
during continuous scanning, as does the Aperio Technologies
�Vista, California� brightfield system for scanning tissue sec-
tions. The system by Castleman17 apparently paused to per-
form static autofocus at regular intervals, and those by
Shippey et al.18 and Tucker et al.19,20 autofocused dynamically
during scanning. Both Shippey et al.18 and Netten et al.16 re-
ported that the focus error was greater than the depth of field,
and Tucker et al.19 reported that a 1-�m focus error produced
a 12% error in the integrated optical density of the cell
nucleus. Autofocus accuracy was reported to be very depen-
dent on the density of cells by Castleman,17 and the need for
many cells in each field of view was common to all of the
systems that included autofocus. None of these designs have
been widely adopted. The techniques and problems reported
with them in these studies point to limitations in automatic
operation, large focus errors that would limit use in high-
resolution microscopy, relatively few focus updates per image
field, and too much dependence on cell density for reliable
focus tracking, perhaps due to limited sharpness measurement
sensitivity and dynamic range.

More recently, the GE-Amersham �Buckinghamshire,
United Kingdom� In Cell Analyzer 3000, which uses reflec-
tion positioning off of the surface of the substrate for focusing
a laser slit-illuminated partial confocal light beam that is
scanned continuously, was introduced for high content screen-
ing. The partial confocal imaging corrects for medium reso-
lution �NA�0.6� focus errors by removing some out-of-
focus image information to perform optical sectioning, which

makes it less critical to find the average best focus across the

May/June 2007 � Vol. 12�3�2
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eld. Similarly, the Evotec Opera �Woburn, Massachusetts�
nd the Atto Pathway HTTM system use spinning disk confo-
al image acquisition to remove out-of-focus light. These con-
ocal systems tend to be 2- to 3-fold more expensive than
ide field fluorescence instruments. These and most other au-

omated microscope manufacturers have not published auto-
ocus performance.

To maximize light collection efficiency and begin with the
implest optics, we chose to base the system reported here on
ide-field fluorescence imaging. Because thermal and me-

hanical instability can cause focus to change between scans
f the same area, and prescan focus profiling can be time
onsuming for high-resolution images, we also assumed that
ynamic autofocus during scanning is a requirement for high
delity and ease of use. With high-resolution scanning �NA
0.5�, measurement accuracy degrades if autofocus is not

erformed on each field of view. The designs by Shippey et
l.18 and Tucker et al.19,20 that included dynamic autofocusing
ampled only two focus planes and utilized integrated optical
ensity �IOD� for measuring focus. Static �fixed lateral posi-
ion� image-content-based autofocus experiments have shown
hat 7 to 11 planes are usually required for robust autofocus,
hat intensity statistics �e.g., mean, or IOD, and SD� are poor

7,8,12,13

able 1 Previously reported continuous-scanning instruments. AF aut
ensity, and CV is the coefficient of variance.

References 18–20

mage sensor: Linear CCD
1024 pixels�1 row

ixel size 13 �m

est line rate 4 KHz

utofocus method: Servo loop with two dedicated
linear CCDs

D

ocus measure: IOD

ange: 3 �m

rror: 0.2 to 1.0 �m

ptics 13�, NA 0.5

pecimen sampling 1 �m

icroscopy mode Brightfield

echanical drive X-Y drive: stepping motors
Z drive: N/R

tage speed 4 mm/s

ocus step NR

pplication Prescreening of cervical smears
DNA content �absorbance�

M

esults CV of IOD: 9 to 6.5%
easures of focus and that the power of the upper-half
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spatial frequency image spectrum as a measure of sharpness is
the best measure of focus.14 We therefore combined this
sharpness measurement with multiplanar image acquisition to
build and test on-the-fly continuous-scanning closed-loop au-
tofocus.

Concurrent with the task of high-resolution autofocus, the
use of continuous-motion time-delay-and-integrate �TDI�
scanning has the potential to dramatically speed image acqui-
sition while retaining high light sensitivity. TDI scanning is a
special CCD readout mode that increases the integration pe-
riod by allowing multiexposure of a moving object when its
motion is synchronized to the CCD line rate, producing a 2-D
image. A TDI CCD has multiple adjacent linear stages �e.g.,
96�, that transfer and integrate the photo-generated charge
from line to line synchronously with the motion of the imaged
object, increasing sensitivity �e.g., 80 times for 96 stages�
over a single line array. This method has been adopted in our
image cytometer to increase sensitivity in fast image acquisi-
tion, and we have developed a dynamic autofocus system that
maintains spatial high resolution by tracking focus during the
microscope stage motion.

A continuously moving object can be imaged by strobed
lighting or by synchronizing a linear CCD with the motion.

NR denotes not reported in listed reference, IOD is integrated optical

eference 17 Reference 16

Linear CCD
4 pixels�1 row

2-D array in TDI mode
1317�1035 pixels

13 �m 6.8 �m

1.5 KHz 345 Hz

the scan, at spaced
oints on slide

Predefined focus before scan �3 AF
position in a 3.2-mm strip�

NR Energy of mid-frequencies

NR NR

NR Maximum: 1.1 �m, average: 0.4 �m

13� 25�, NA 0.5

1 �m 0.272 �m

Brightfield Fluorescence

ve: stepping motors
e: stepping motors

X-Y: dc motors in closed loop
Z drive: dc motor

1.5 mm2/s 93.8 �m/s or 0.0335 mm2/s
�not including focus time�

NR 25 nm

se spreads detection Fluorescence microscopy
FISH �spot counting�

N/R 10% MTF degradation �at 1 cycle/�m�
SNR 10 dB better than static
ofocus,

R

102

uring
p

X-Y dri
Z driv

etapha
Because fluorescence saturation fundamentally limits the
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mount of light per unit time that can be obtained from the
pecimen, we incorporated TDI cameras, which increase pho-
osensitivity by increasing the integration time proportional to
he number of CCD lines. TDI sensors are often used in ma-
hine vision applications to detect and identify defects on
ontinuously moving objects �e.g., manufactured parts on an
ssembly line�. For web inspection, the object in the field of
iew of the sensor can be assumed to be flat because the
epths of field of macroscopic optics are usually large, en-
bling focus to be adjusted to include the extent of the
bject.21 In these applications, resolution �which drives higher
As/lower F-stops that reduce depths of field� is not usually a

imiting factor. Where depths of field are limited, the autofo-
us technique described here may also be useful for web in-
pection. For any TDI application, proper synchronization of
mage acquisition with motion is required to avoid blurring
nd maintain proper horizontal to vertical aspect ratios in the
cquired image �i.e., square pixels�.

TDI technology has also been applied to create an imaging
ow cytometer with high resolution and fluorescence sensitiv-

ty at speeds of up to 300 cells/ s.22–24 The advantage in flow
ytometry is that hydrodynamic focusing can be used to keep
he cells in the focal plane. The image acquisition is synchro-
ized to the fluid flow for TDI imaging.25 With cells flowing
n a single file, the additional lateral area on the TDI CCD is
tilized for additional analyses, including spectral imaging
nd 3-D structure.24,26,27 Autofocus is performed by moving
he objective in response to a difference signal generated by
wo detectors sensing light modulated by two Ronchi rulings

28

ig. 1 A cartoon of the fiber optic continuous-scanning autofocus is
utofocus circuits �AF� via the volume camera—an array of CCDs bond
isplacements �staircase� of the optical fibers control the focal plane
orrect for the image delays of adjacent fibers. Another CCD camera
eployed behind a 50/50 beamsplitter. It is not known if this

ournal of Biomedical Optics 034011-
autofocus method would work for image cytometry, but other
intensity-based autofocus methods have not performed well
for microscopy of specimens on a substrate.12

Based on our experience with static autofocus7,8,14,29 in au-
tomated microscopy of specimens on substrates, we devel-
oped and tested dynamic autofocus for a continuous-scanning
system. Our static image-content-based techniques were con-
verted to dynamic autofocus by designing an electro-optical
system for acquiring multiple image planes at predetermined
focal depths in parallel, which we named the “volume cam-
era.” The volume camera also uses TDI CCD sensors for high
sensitivity during continuous, constant-velocity motion of the
specimen, and images nine focal planes in parallel.5,30 Al-
though more complex than the methods summarized in Table
1, this continuous-scanning design incorporates the features
we believed necessary for achieving robust dynamic autofo-
cus. In this first report of our design, we describe the software
control system that enables all of the hardware components to
work together to achieve dynamic autofocus in continuous-
scanning image acquisition.

2 Materials and Methods
A cartoon of the continuous image scanning system with dy-
namic autofocus is shown in Fig. 1. The volume camera ac-
quires images via light that is transmitted through coherent
fiber optic bundles from the image plane of the microscope to
the array of CCD cameras. Each fiber bundle images a differ-
ent focal plane, as shown in Fig. 1. An array of nine focus

7,31

. The host computer receives focus measurements from an array of
ptical fiber bundles—and updates focus as the stage moves. The axial

d by each CCD. The control system buffers and realigns the data to
own� simultaneously collects the in-focus fluorescent image.
shown
ed to o
viewe
measurement circuits measures image sharpness directly

May/June 2007 � Vol. 12�3�4
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rom the nine analog videos of the volume camera. And a
omputer processes the focus data and corrects focus by mov-
ng the objective lens. Unlike static autofocus, where several
equential focus measurements are used to calculate best fo-
us once for each field of view, dynamic autofocus utilizes a
losed-loop feedback control system. This control system
ust manage stage motion, buffer the continuous stream of

ncoming focus measurement data, capture fluorescence im-
ge frames, calculate the best foci, and perform corrections
hile focus is constantly changing as a function of specimen

nd environmental variations. Figure 2 is a block diagram of
he continuous scanning system showing the microscope, the
utofocus loop, the fluorescence image capture, and the syn-
hronization functions. A specimen of cells on a slide is the
nput to the system, while the in-focus fluorescence image is
he output. The primary components and methods important
n the performance of the cytometer are summarized as fol-

ig. 2 A block diagram of the continuous-scanning system is shown.
omponents in the focus measurement circuit array. The fiber optical
easurements and feed them to the computer for calculation of best fo

nd focus data streams that are processed in parallel. The computer
n-focus fluorescence image. Fvol is the line rate of volume camera, F
nd of frame.
ows.

ournal of Biomedical Optics 034011-
2.1 Cells and Staining
National Institutes of Health �NIH� 3T3 mouse fibroblasts
�ATCC CRL 1658� were cultured at 37°C on #1.5 22
�60 mm2 washed and autoclaved coverslips in 5% CO2 and
minimal essential medium with Earle’s salts, 10% fetal bovine
serum, 100 g/ml gentamicin, and 0.26 mg/ml L-glutamine
for several days prior to fixation and staining to create an
evenly distributed monolayer. They were then fixed for 2 h in
95% ethanol and air dried. The slides were stained for 2 h
with a 4�,6-diamidino-2-phenylindole dihydrochloride
�DAPI� nuclear stain solution consisting of 100 ng/ml DAPI,
10-mM Tris, 10-mM EDTA, 100-mM NaCl, and 2%
2-mercaptoethanol as described in Ref. 32. The coverslips
were then laid down on cleaned microscope slides with excess
DAPI solution, and sealed with nail polish.

2.2 Microscope
The continuous-scanning autofocus instrumentation was

g sequencer controls the CCD sensors in the volume camera and the
led array of CCDs and focus circuits generate the multiplanar focus
e bold arrows represent “volume data” that consist of multiple images
nizes stage motion with the cooled TDI CCD camera to acquire the
he line rate of trailing camera, Vs is the stage velocity, and EOF is the
A timin
ly coup
cus. Th
synchro
trail is t
added to a modified Nikon Diaphot-300 inverted microscope

May/June 2007 � Vol. 12�3�5
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ith Plan 10�0.30-NA Ph1 DL, Fluor 20�0.75-NA Ph3
L, and 40�0.75-NA Plan Fluor Ph3 DLL objectives, with

he 0.52-NA condenser. The objectives were designed for both
hase contrast and fluorescence illumination modes, the Fluor
bjectives have fluorite optical elements for high UV trans-
ission, and the Plan objectives are flat field corrected. Depth

f field and NA are interrelated and are application dependent
specimen thickness�. The depth of field is proportional to the
avelength, and is inversely proportional to the square of the
A.15 It is not uncommon to observe specimens thicker than

he depth of field of objectives with NAs�0.5. So submicron
rrors in focus can cause substantial image degradation.5 For
he 20�0.75-NA objective, the depth of field was 0.8 �m,
sing the Rayleigh criterion in fluorescence with
=450 nm.15 We tested autofocus in brightfield, darkfield

not reported�, and phase contrast. For the experiments re-
orted here, autofocus was carried out using phase contrast
llumination while simultaneously imaging in fluorescence by
plitting the light to a different path, as shown in the light path
iagram in Fig. 3. Autofocus can be performed directly with
uorescence images, but performance is better in phase, and
ecause of possible photobleaching and toxic fluorescence by-
roducts, it is best to minimize fluorescence exposure, espe-
ially for live cells.8 Bright field illumination is also often
righter than fluorescence, which simplifies providing ad-
quate signal to the nine sensors in the volume camera. For

ig. 3 A diagram of the light paths for simultaneous phase contrast
amera� is shown. The bottom “dichroic mirror” assumes a second m
uorescence, we used a DAPI epifluorescent filter cube

ournal of Biomedical Optics 034011-
�Chroma Technology, Brattleboro, Vermont� that included a
365-nm+ /−10-nm excitation filter, a 400-nm dichroic mir-
ror, and no emission filter. It was followed by a 615-nm long-
pass dichroic mirror �Chroma Technology, Brattleboro, Ver-
mont� that we used to replace the 20/80 eyepiece/sideport
beamsplitter prism inside the base of the microscope. This
second dichroic mirror separated the phase contrast illumina-
tion from the fluorescent light; the fluorescent light was im-
aged at the sideport and phase contrast on the trinocular head
camera port above the eyepieces. Two autofocus light sources
were used: a high-luminance Hewlett Packard LED �HPWT-
MH00, 626-nm wavelength� and the standard Nikon 50-W
halogen bulb in conjunction with a red 665-nm cutoff long-
pass glass filter �Melles Griot RG665�. The halogen bulb was
brighter, but the LED can be strobed, and much brighter LEDs
are now available. A Nikon 0.9 to 2.25� C-mount zoom lens
was used to couple the volume camera to the microscope’s
trinocular port.

2.3 Computer Interfaces and Software Tools
The dynamic autofocus system was controlled with a Dell
Precision 220 computer with two 733-MHz CPUs, 256-MB
RAM, and two 30-GB Ultra ATA/66 IDE hard drives. Two
National Instruments �Austin, Texas� PCI boards were used to
communicate with the external hardware: the digital IO board

volume camera� and fluorescence �to the trailing cooled TDI CCD
ot shown� that reflects transmitted fluorescence light to the left.
�to the
irror �n
model PCI-DIO-96 and a data acquisition board model PCI-

May/June 2007 � Vol. 12�3�6
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031E provided connections to the focus measurement circuit
rray, the objective positioner, and the fluorescent-imaging
CD camera line scan timing. Focus was adjusted by a
00-�m Polytec PI �Irvine, California� piezoelectric objective
ositioner �PIFOC� that was attached via a custom-machined
dapter �that replaced the standard objective nosepiece� and
riven with a Polytec PI E610 controller-amplifier. A National
nstruments PCI-Step-4X motion controller board and a New
ngland Affiliated Technologies �NEAT, Lawrence, Massa-
husetts� 102 microstepper driver were used to control the
EAT XYMR 60-60 motorized stage, which was fitted with a
3DM �San Diego, California, now owned by Beckman
oulter Incorporated� slide-leveling insert. Images from the
uorescent imaging were captured with a Hamamatsu ORCA
00 TDI CCD camera and digitized by a Coreco PCI-DIG
ramegrabber board �Billerica, Massachusetts�.

The software was written in Microsoft Visual Studio C+
6.0 running on Microsoft NT 4 Service Pack 6. The graphi-

al user interface �GUI� was built with Microsoft Foundation
lasses �MFC�. National Instruments NI-DAQ version 6.5
nd Value-Motion motion version 5.0.2 libraries were used for
he digital I/O, A/D, and motion control hardware. The
oreco ITEX-Core libraries �version 2.8.0� were used for
uorescence image acquisition. The Hamamatsu ORCA 100
amera �trailing camera in Fig. 3� was controlled through the
oftware purchased with it.

.4 Volume Camera and Focus Measurement Circuit
Array

he volume camera captures multiple image planes at prede-
ermined focal depths. During calibration, the focal depth for
ach image detector is adjusted to focus at corresponding pre-
efined planes in specimen space, as shown diagrammatically
n Figs. 1 and 3. To capture nine focal planes in parallel, the
olume camera was composed of a custom array of CCD
ameras fiber optically coupled to the microscope image out-
ut on the trinocular head of the microscope. The 18.8-cm-
ong and 1.6�14.4-mm2 cross sectional area fiber optic im-
ge conduits were bundles of 4-�m optical fibers custom
ade by Incom �Charlton, Massachusetts�. �Several fiber op-

ic companies were approached, none who had received a
imilar request for our long, narrow, high-quality imaging
undles, the manufacture of which was deemed challenging.
ore typical shapes are wide and short for conduits on the

hoton side of electron-photon transducers and/or tapers for
hanging magnification.� The light transmission efficiency of
ach fiber optic bundle was about 50%. Each bundle was
onded to an EG&G �Sunnyvale, California� model TD1096
024�96 �13�13-�m2 pixels� time-delay-and-integrate
TDI� CCD sensor �capable of up to 15-MHz operation� by
hotometrics �Tucson, Arizona�. Each CCD sensor integrated

he signal over 96 lines, thereby increasing signal-to-noise
atio ��SNR� or sensitivity� about 80-fold according to Dalsa
Waterloo, Canada� specifications. We designed and built our
CD cameras to meet the physical design constraints of plac-

ng multiple cameras in close proximity. The CCD circuit
oard design was simplified by use of a monolithic CCD ana-
og signal processor chip �XRD4411 EXAR, Fremont, Cali-
ornia�, which simplified camera construction but limited

ixel clock speed to 4 MHz or �4-KHz line rate. Further

ournal of Biomedical Optics 034011-
information on the design of these cameras is available
elsewhere.33 The analog video signals from the TDI CCDs
were transmitted to an array of focus measurement circuits.
These focus measurement circuits enabled autofocus precision
of �100 nm with a 20�0.75-NA objective in static autofo-
cus in previous studies.7,33 The data from each focus measure-
ment circuit included: 1. the analog focus index, 2. the analog
average illumination, 3. two digital gain bits �for automatic
focus index gains of 1, 10, and 100�, and 4. a focus-valid
digital signal or trigger bit. When the focus measurement cir-
cuits operate in parallel, the amount of data supplied to the
computer is composed of 18 analog signals �nine focus indi-
ces and nine average illumination values� and 27 digital bits.
Once the valid focus trigger is active, the focus data remains
valid for a programmed number of scan lines �typically 20
lines�, enough time for a host computer to complete the ac-
quisition operation.

In addition to the CCD electronics, the volume camera
system included: mechanical supports for strain relief of the
fiber-CCD-sensor bonds, an integrated adapter for coupling to
the microscope trinocular port, micropositioner screws for ad-
justing the axial position for each fiber imaging face, and
electrical connectors for power and signal. Microscope optics
are not perfectly flat field, so adjustable axial positioning of
each imaging fiber was critical for setting actual foci during
calibration. The small cross sectional area of the 1024�96
TDI CCD sensors does not provide for a strong bond. Me-
chanical strains can easily break this bond. Therefore, the fi-
ber optic mechanical supports were mounted directly to the
CCD circuit boards to uncouple the CCD-fiber bonds from
mechanical forces, thereby providing a strain relief system.
Low insertion force CCD sockets permitted easy removal and
insertion of the board, and allowed “walking” during thermal
cycling. Along with thermal gaskets, the mechanical supports
also provided the heatsinks necessary for long-term operation.
This design enabled a complex set of fiber optic and CCD
components to function as a single volume camera with ad-
justments for focusing each camera fiber optic unit.

2.5 Virtual Frame and Hardware Synchronization
To synchronize the TDI CCD sensor boards in the volume
camera array, an external pulse �start of line� was sent to all
cameras by a timing sequencer board, which establishes the
beginning of a horizontal scan line and set the volume camera
line rate �Fvol in Fig. 2�. This pulse was also transmitted to the
focus measurement array, as shown in Fig. 2. Since the line
scan CCDs of the volume camera produced a video signal
with only horizontal blanks between video lines, the concept
of end-of-frame �EOF� was absent �no vertical blank sync�.
Therefore, to define a focus measurement interval or virtual
frame that consisted of a predefined number of lines, the tim-
ing sequencer board created and transmited an end-of-frame
signal to the array of focus measuring circuits �EOF in Fig. 2�.
The timing sequencer worked as the central controller of the
parallel focus circuits and the array of TDI cameras, synchro-
nizing the focus measurement and acquisition of the volume
camera image planes.

The virtual frame shown in Fig. 4 is a subfield, or a frac-
tion of the field of view of the specimen that moves across the

CCD sensors as the stage moves. Each virtual frame first
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c
a
s
w
b
c
i
l
b
t

2
D
f
H
c
1
z
p
i
s
1
l

o
r
a

w
t
t
l
p
c
r
c
a
v

F
s
c
t micros

Bravo-Zanoguera et al.: Dynamic autofocus for continuous-scanning…

J

rosses each of the volume camera CCD sensors in succession
nd finally reaches the trailing camera. Therefore, there is a
patial offset in the focus measure of each imaging channel,
hich was taken into account in the control software that
uffered the data and images and performed the best focus
alculations. The focus measurement electronics design lim-
ted the virtual frame size to a minimum of two 1024-pixel
ines, and a size of 64 lines was found to be the best tradeoff
etween more rapidly updating focus �less lines of integra-
ion� versus increasing SNR �more lines�.

.6 Trailing Camera and Stage Synchronization
uring dynamic autofocusing and scanning, the resulting in-

ocus trailing fluorescent image was collected by a
amamatsu �Bridgewater, New Jersey� ORCA 100 TDI

ooled CCD camera with 6.7�6.7-�m2 pixel size and
280�H� � 1024�V� physical pixels. In TDI mode, the hori-
ontal resolution for this camera was firmware limited to 1024
ixels. The fluorescent imaging data stream was then broken
nto individual 1024�1024 images by the ORCA camera
oftware and framegrabber buffering system. The resulting
.0-MB fluorescent images were stored on the hard drive for
ater processing and analysis.

With different pixel sizes and magnifications in the relay
ptics, the volume and trailing cameras required different line
ates to synchronize them to stage motion. These relationships
re characterized by

VS =
�Ftrail��wtrail�

Mtrail
=

�Fvol��wvol�
Mvol

, �1�

here VS is the stage speed, Ftrail is the line frequency of the
railing camera, wtrail is the trailing camera pixel size, Mtrail is
he total magnification to the trailing camera port, Fvol is the
ine rate of the volume camera, wvol is the volume camera
ixel size, and Mvol is the total magnification to the volume
amera. The software set the stage speed VS to conform to the
ate defined by the timing sequencer hardware of the volume
amera Fvol and enabled a system counter to drive TTL pulses
t the appropriate Ftrail line rate for the trailing camera. The

ig. 4 The virtual frame corresponds to a number of 1024 pixel-wide
maller or larger than the 96 lines of the TDI CCD. Image data move
amera simultaneously. Focus measurements are acquired asynchrono
he trailing camera active areas are physically laid out within the full
elocity and magnification were adjusted and synchronized to

ournal of Biomedical Optics 034011-
achieve Nyquist sampling of the optical resolution at the trail-
ing camera.

2.7 Simultaneous Imaging Paths and Focus Tracking
Experiments

With the simultaneous use of two independent imaging paths
that had different electro-optical components, one for autofo-
cus and the other for the in-focus image capture, focus and
image capture calibration/synchronization was required. Even
though the two microscopy modes �phase and fluorescence�
share the optical path from the specimen, dividing them into
two sets of sensors resulted in the need to calibrate for parfo-
cality and centration, and synchronize acquisition in a manner
that compensated for differences in sensitivity and magnifica-
tion. A prescan calibration was carried out for each set of
experimental conditions to obtain adequate signal levels for
both output paths and compensate for positional errors caused
by optical aberration and mechanical focus differences be-
tween the two light paths.

Calibration was first carried out with a structured pattern as
the input object �e.g., a Ronchi ruling� with its respective
image observed in the output ports. When the line features
were positioned parallel to the direction of stage travel, no
stage motion was necessary to create a 2-D TDI image. Im-
ages were also obtained from other specimens by strobing
with the LED while in TDI mode. The Hammamatsu Orca
100 CCD trailing camera was operated in full frame mode �as
a static imager� for some of the alignment procedures; incre-
mental autofocus was carried out using conventional image
cytometry methods such as comparison with static autofocus-
ing and for manually leveling the slide to within the 100-�m
range of the PIFOC. The detailed calibration procedures were
as follows.

1. Magnification settings. With a selected objective, a test
target with known spacings �Ronchi ruling or micrometer�
was imaged, and pixel sampling density and magnification
were calculated. The zoom lens in the trinocular port �autofo-
cus light path� was adjusted to obtain the appropriate magni-
fication and line rate �Eq. �1�� to match the fluorescence im-
age capture sampling density.

lines that produce a single focus measurement, and its length can be
s the active area of individual volume camera fibers and the trailing
nd registered spatially for best focus comparison. The nine fibers and
cope field of view.
video
s acros
usly a
2. Parfocality, centration, and orientation. The cross sec-
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ional active area of the volume camera was set to the middle
f the microscope visual field using adjustment screws. The
osition of the trailing camera was set using a custom-made
yz microposition stage integrated into its mount, enabling
ateral and parfocal alignments. Ronchi-rulings test bars were
et parallel to stage motion and the custom-made rotational
ounts of both sets of cameras were used to align the Ronchi

ulings perpendicular to the CCD lines; adjustment was com-
leted when the lines in the output images appeared sharpest.
he trailing camera z-micropositioner was adjusted for parfo-
ality with the center fiber optic CCD channel of the volume
amera. Parfocality was refined and confirmed by repeatedly
lotting the focus function curves of these two cameras. The
railing camera was centered laterally �xy� with the volume
amera along the direction of image motion, and the end of its
ctive area was adjusted backward in the field of view to
oincide with the position of the last sensor in the volume
amera.

3. Light intensity adjustment. Even with a bright light
ource, phase contrast required additional input gain at the
ocus measurement circuits, which were also adjusted for best
mage contrast in part by adjusting the level �or offset� to
ecrease background. These adjustments kept the signal be-
ow the circuit saturation points and optimized the focus indi-
es per virtual frame time. For the fluorescence imaging path,
he pixel intensity level was adjusted by the camera digital
ain. After an integration period was set in relationship to the
tage velocity and TDI dwell time, the corresponding light
ources and gains were adjusted to avoid image saturation on
ny of the cameras with a test scan on a region of the sample
ith a high density of cells. The trailing camera exhibited
igh sensitivity at the scanning speeds tested here, and a neu-
ral density filter and a bandpass filter at the side port were
sed to further attenuate fluorescence light intensity as
eeded.

4. Parallel focus measurement calibration. The multiple
etectors in the volume camera are placed in different z posi-
ions, which introduced optical path length differences that led
o the need for axial positioning via focus function calibration,
s shown in Fig. 5. It was straightforward to utilize the focus
unction curves from the Ronchi rulings to locate and adjust
he best focus for each camera. The focus function curves
ere sharp and monotonic, giving a peak that indicated the

ocal point of each CCD sensor relative to the object plane.
he volume camera family of focus function curves also best
stablished the position of the object and was used to verify
hat trailing camera focus had been set to the focus of the
enter fiber optic sensor in step 2. See Fig. 5 and the follow-
ng section for the detailed description of volume camera fo-
us calibration.

After this calibration of the imaging paths, closed-loop au-
ofocus performance was evaluated in static- and moving-
tage experiments to determine the stability of: static focus
ith no stage motion, dynamic focus with no stage motion
ith perturbations provided by manual defocus �data not

hown�, and tracking tilted artificial �Ronchi rulings� and cell
onolayer specimens during lateral stage motion. The fluo-

escence image was stored for later analysis, and the volume
amera signal was used only for focus tracking �in phase con-

rast�. During scanning, a log of the objective lens positions

ournal of Biomedical Optics 034011-
was recorded along with the time of each recording. The time
recordings enabled the percentage of focus updates missed
�likely due to operating system uncertainties� to be calculated.
A missing objective lens position meant a failed focus update
at the unrecorded time point. The throughput of the system in
cells/s depended on the cell density, the speed of the stage,
and sampling density. The trailing camera recorded the con-
tinuous fluorescence image in a sequence of image frames of
1024�1024 pixels, and this frame size and the stage speed
was defined as the imaging field rate �and corresponds to a
conventional 2-D or incremental imaging rate�. The measure-
ments of cell features were performed field by field on these
1024�1024 images by a software module that can work ei-
ther off-line or asynchronously with image acquisition via an
on-disk image storage buffer.

2.8 Calibration of Fiber Optic Foci Before Scanning
Calibrating the axial displacements �or foci� of the fiber optic
imaging bundles of the volume camera was important for au-
tofocus in continuous scanning. The axial range for calibra-
tion and operation defines the “search range” for focus mea-
surements. Calibration of this configuration was performed
using focus response curves: focus measurements of each im-
aging channel in the volume camera were plotted as a func-
tion of focus positions, as shown in Fig. 5. The locations of
the peaks determined the axial foci of the fibers. While imag-
ing the same flat specimen in all of the volume camera fiber
channels, the relative position of each fiber face was shifted
until the focus function maxima appeared at the desired axial
positions to achieve the desired pattern of image sampling
planes. The center fiber was routinely chosen as the reference
fiber for positioning the foci of the others and calibrating the
focus of the trailing camera. A staircase pattern “search range”
of 2.7 �m was typical in the specimen space. The axial mag-
nification is approximately dependent on the square of the
lateral magnification, but this dependence is asymmetrical
about a given focal plane. The nonlinear magnification and

Fig. 5 A set of calibration plots consisting of the focus measurement
responses of each of the channels is shown. The normalized focus
function responses of the fiber optically coupled imaging channels
were obtained using a 10-�m period micrometer under brightfield
microscopy and a z axis through focus excursion of 20 �m. Channels
3 and 7 are not shown. The trailing camera focus response is also
shown, and during calibration its peak is adjusted to the middle of the
focus search range.
the optical field curvature are probably what yielded asym-
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etrical and uneven real spacing between fiber faces for an
venly spaced pattern of foci in the specimen plane �see Fig.
for an example pattern of measured best foci�. Focus mea-

urement circuit gains were adjusted and software constants
ecorded to compensate for differences in response. During
alibration and before starting a new scan, the slide was lev-
led interactively using adjustment screws on three of the cor-
ers of the slide insert in conjunction with sequential imaging
f three positions �two corners and the center of the opposite
ide� of the rectangular scan area. This routine leveling pro-
edure was quick and brought all of the corners within the
00-�m PIFOC dynamic range. The first focus plane of the
can was set in the middle of the PIFOC range to allow for
50-�m focus excursions.

Control System Design for Fiber Optic
Continuous Autofocus

he control system software communicated with the hardware
lements to close the autofocus feedback loop and acquire the
uorescence image. The control system was organized into
ve software modules that are designated M1 to M5 in Fig. 6.
hese five modules managed the complexity of several com-
onents running in parallel, organized multiple data streams,
nd minimized and managed delays in the feedback loop. The
ine continuous focus data streams from the volume camera
ere stored dynamically in multiple raw data acquisition buff-

rs. Data were sorted via a virtual moving window �defined in
oftware�. The data was field of view �FOV� registered and

ig. 6 This data flow diagram for the real-time asynchronous software
nd cell biology features. The focusing feedback loop and trailing c
ignals based on stage movement velocity. Labels M1 to M5 designat
laced in focus index and XYZ position buffers for best focus

ournal of Biomedical Optics 034011-1
calculation. Software modules M1 to M5 and the data buffer-
ing relied on C++ classes and the main National Instruments
interface functions, and are described in further detail as fol-
lows.

3.1 Module M1: Volume Focus and Position Data
Acquisition

Module M1 in Fig. 6 asynchronously acquires and buffers: 1.
the raw volume data from the focus measurement circuit ar-
ray, 2. the Z position from the internal LVDT sensor of the
PIFOC, and 3. the focus target input to the PIFOC controller
�the latter is used for diagnostics�. The volume data were ac-
quired asynchronously because the National Instruments
boards did not have enough trigger inputs for acquisition to be
driven independently from each of the nine channels. The
National Instruments driver provided a low-level analog func-
tion class and a low-level digital function class that clocked
the system and buffered multiple A/D conversions.34 For digi-
tal I/O, there is a “block transfer” subclass that groups a num-
ber of ports for handshake buffered transfer operations. For
A/D input, the National Instruments software performs DMA
transfers over the PCI bus directly to system memory of the
PC workstation. A sequence of the analog and digital interface
functions achieved the continuous acquisition. All analog
functions were carried out by the PCI6031E board and all the
digital functions by the PCI-DIO96 board. There are a number
of setup parameters for both, but each acquisition has two
main functions for the continuous data acquisition loop: a

s shows the processing of a specimen to extract a data store of images
TDI acquisition occur simultaneously and are linked through timing
orresponding software modules.
module
amera
start of the data transfer and a progress of the operation check.

May/June 2007 � Vol. 12�3�0
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Both the digital and analog data acquisition processes use
ne of the PCI-6031E analog board’s digital counters to gen-
rate TTL pulses to trigger the analog and digital data scan
equence. At each digital counter clock pulse, the digital I/O
oard simultaneously samples 27 digital bits �two autogain
its, and the data-valid bit from all nine autofocus circuits� or
port bytes, while the analog board starts a scan sequence of

0 word-sized �2 bytes each� analog channels. The A/D ac-
uisition rate, clocked using this counter, was such that three
alid focus index samples were collected from each autofocus
oard during every virtual frame, which was equivalent to
eading each signal input ten times during a virtual frame
nterval. The simple strategy of three-fold oversampling of the
ocus valid period worked well to ensure synchronization of
he low-level analog and digital data-acquisition buffers. De-
ays of one sample difference were observed systematically
probably due to board level hardware-driver operation�;
herefore, oversampling the focus signal always resulted in at
east one corresponding valid analog focus value sample.

The raw data acquired by National Instruments hardware
ere stored �through the DMA transfer� in two addressable
C memory buffers: one stored the stream of digital bits and

he other the stream of analog voltages from the focus mea-
urement circuit array. These buffers had their data elements
nterrelated, and a predetermined amount would correspond to
ne acquisition trigger; also, a software moving window was
sed in module M2 to search inside these data buffers. All of
hese values were indexed with respect to a single counter.
he full length of the buffers was a function of the image
ampling density, the number of video lines per virtual frame,
nd the length of the strip to be scanned. In a virtual frame
ize, we get ten samples for each signal data input, and the
izes of these buffers per focus update are

analog buffer size = 20 channels *
2 bytes

channel
*

10 samples

virtual _ frame
,

�2�

digital buffer size = 4 _ ports *
1 byte

port
*

10 samples

virtual _ frame
.

�3�

here are 400 bytes of analog data and 40 bytes of digital
ata taken to the raw acquisition buffer for each focus update.
ince the timer clock supplied a precise sample period of
.686 ms �focus-measure-interval/10�, the data transfer rate
sed very little PCI bus bandwidth.

.2 Module M2: Focus Data Sorting
odule M2 sorts the valid focus data from invalid data in the

aw focus data stream acquired by module M1. It works on
ne block of raw data at a time by using a moving window
cheme, where the size of each block of data is the length of
virtual frame. Since the National Instruments software pro-

ides a function that checks the number of digital elements
cquired, M2 begins sorting a new block of data when this
unction indicates that enough elements, corresponding to
ompletion of acquisition of the most recent virtual frame, are

vailable. As an alternative for the fast focus update, we
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implemented a “just in time reverse sorting” that looked for
triggers immediately preceding the most recently acquired
valid data point from channel 9. Because the valid triggers are
roughly evenly spaced from trigger to trigger, the most recent
valid data from channel 9 represents a new virtual frame that
has been completed.

3.3 Module M3: Best Focus Processing and Focus
Update

Software module M3 aligns the focus data to compensate for
the time delays caused by adjacent placement of the fiber
optic bundles and registers FOVs. This module also corrects
for the differences between the focus responses of the nine
imaging channels of the volume camera, calculates best focus,
applies a gain factor to the focus deviation to calculate a new
focus target position, and provides the focus target to the PI-
FOC controller. The spatial arrangement of the fiber optic
bundles created time delays between the nine focus data
streams. Compensation for the delays was incorporated into
the power-weighted average equation used in previous incre-
mental scanning7,8 to calculate the best focus position,

ZPWA�n� =

�
i

�zi�n − ki� + Z offseti��bi�iFi�n − ki��m

�
i

�bi�iFi�n − ki��m
, �4�

where i is a fiber bundle index, m is the power weight, n is the
field of view index �for the virtual frame over which a focus
measurement is made�, k is the spatial delay in frames from
the reference fiber, Fi�n−ki� is the delay-compensated focus
measurement from the data stream, z is the axial position of
the PIFOC over the focus measurement period, b is a Boolean
operator for enabling or disabling a fiber channel, Z of fset is
the offset of fiber with respect to center fiber, and �i adjusts
for the differences in focus response between fiber channels.
Each hardware and software component has the potential to
introduce delays in the feedback loop that alter the control
characteristics. The Z position cannot be moved all the way to
the new best focus at each update, because a controller that
tries to eliminate errors too quickly overcorrects and becomes
unstable.35 To prevent this, each new focus target position is
generated by

ZC�n� = ZC�n − 1� + K�ZC�n − 1� − ZPWA� , �5�

where ZPWA is the predicted best focus from Eq. �4�, ZC is the
center fiber current position, and k is the feedback gain con-
stant �which is 0�k�1 to modulate the dynamics�. Focus
target positions are updated by module M3 after a new virtual
frame focus data block is processed, usually several times per
conventional microscope field of view until the strip is com-
pleted. The code was fine tuned to minimize the delay be-
tween reading the most recent focus measurement and repo-
sitioning focus.

3.4 Modules M4 and M5: Fluorescence Image
Acquisition, Image Queue, and Processing

While the control system autofocuses, the high-resolution
Orca 100 cooled CCD acquires the fluorescent image. The

imaging line rates of the two cameras are related by Eq. �1�,

May/June 2007 � Vol. 12�3�1
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hich matches the magnification-velocity relationship for
ach part of the experimental setup, including different objec-
ives. In the experiments reported here, the fluorescence im-
ge queue was stored on the hard drive and processed at a
ater time. However, image segmentation, processing, feature
xtraction, and analysis were previously implemented,36–38

ave been commercialized in the Q3DM-Beckman Coulter
C-100 CytoShop software, and could operate directly on the
uffered images as they are acquired, as shown in Fig. 6 �by
he dotted arrows�, to complete processing analyses and fea-
ure extraction more rapidly. After segmentation of the cell
uclei, border cell artifacts �cut fragments of nuclei� were
emoved and the integrated intensity �DNA content� of each
ucleus was stored.

.5 Continuous-Scanning Sequence

he continuous-scanning sequence is initiated by accelerating
he stage to the predetermined scan velocity before starting
he volume and TDI trailing camera image acquisition, as de-
icted in Fig. 6. For each block of focus data, a process loop
orts the raw data, calculates best focus, and repeatedly moves
he objective until the entire strip is acquired, achieving the
utofocus loop. The TDI trailing and volume camera acquisi-
ions are halted, the stage is retraced, and parameters are set
or the next strip. This sequence is repeated to acquire as
any strips as needed to scan the predetermined area. The

ystem response was studied by measuring the average soft-

able 2 Software execution and latency timing. “a” denote strip size
n objective positioner calibration. “c” dependant on system hardware
nd objective to new positions. Processes 4 through 7 represent the a

ndex Process
Execution

time

Move stage to next
strip

Variablea

Start volume
acquisition

Variablea

Acquire TDI image Variablea

Sort focus and position
data/normalize focus index

100 �s*

Calculate best focus 10 �s*

Move objective lens
to best focus position

10 to 20 m

Check progress and move data window 10 �s*

Halt TDI and volume camera Variablec

Set new parameters NMd
are process execution times from repeated scans �Table 2�.

ournal of Biomedical Optics 034011-1
4 Results

First, an analysis of the software and hardware latencies was
carried out, since these are fundamental to the feedback char-
acteristics of the system. These latencies include the time re-
quired for software sorting and processing, the PIFOC re-
sponse, and the time delays caused by the sequentially lateral
displacement of the fiber optic imaging faces. The complexity
of the parallel hardware system latencies was managed by
synchronization in the software modules to enable closed-
loop autofocus. Table 2 lists the software modules along with
their indexed processes, execution times, order of execution
dependency, and state interdependencies. The timing-critical
software functions were: sorting the data, calculating best fo-
cus, and checking progress of the moving focus-image acqui-
sition window. The sorting function proved to be the slowest
of the processes, but was still 2 orders of magnitude faster
than closed loop electromechanical objective repositioning
�PIFOC response of 10 ms�. Calculating the best focus and
checking the scan progress, which were performed for each
feedback adjustment of the objective focus position, required
10% the overhead of the sorting function. The system design
thus successfully limited and managed these latencies, and
understanding them helped in setting the feedback gain.

Static- and moving-stage experiments were carried out to
better understand the effects of the latencies, determine the
best gain settings, and characterize the closed-loop autofocus
performance. In the static-stage experiment, the microscope

stage speed �mm/s�. * depends on moving window size. “b” depends
ies. NM is not measured. “d” much less than the time to position stage
us loop.

Execution
dependency

�index� Dependent state

9 Stage and objective finished move to initial
position for next strip.

1 Stage move started.

1 Stage move started.

7 The current data window has been acquired.

4 A valid and normalized focus index has been
stored for relevant fibers for the last range of the

moving data window.

5 Best objective position has been calculated.

6 �2� 1. Polling loop waits for objective and data
window move. 2. Stop if total volume data

elements have been acquired.

2 All volume data elements have been acquired.

2 All volume data elements have been acquired.
�mm�/
latenc
utofoc

sb
stage was immobile, but environmental conditions including
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echanical vibrations and thermal focus drift were present.
losed-loop autofocus was performed at a focus update rate
f 27 Hz, and the static-stage focus position was maintained
ith a SD of 14 nm over a 70-s period. In the moving-stage

utofocus experiment, a comparison of tracking on a moving,
ilted slide with etched Ronchi rulings �of 2000 lines/ in.� in
ontinuous and incremental autofocus is shown in Fig. 7. Fo-
us was updated up to every 41 �m along the direction of
tage travel with the 20� objective. Increasing the focus up-
ate gain K in Eq. �5� improved tracking later in the scan, but
igher gains demonstrated more oscillatory behavior at the
eginning. There can be transient out-of-focus instability or
rift at the beginning of the scan because the focus measure-
ents are in error until the stage reaches a constant velocity

nd traverses the distance between the outer fibers. This was
orrected by a prestart period of acceleration where autofocus
s not performed.

The ultimate goal was to acquire in-focus fluorescent im-
ges of cells during continuous stage motion using on-the-fly
ocus tracking. Continuous fluorescence imaging was broken
nto image frames of 1024�1024 pixels �1 MB�, and an
mage strip was composed by the concatenation of these
rames. This is demonstrated with the fluorescence image
hown in Fig. 8�a�, which is a typical sharp image strip ac-
uired during continuous scanning of DAPI-stained cells cul-
ured on a coverslip. Focus tracking of cells on four 30-mm-
ong strips included more than 5700 focus updates, of which
nly 1.74% were missed for an average of one miss every 57
uorescence images. The scanned area comprised more than
00 1-MB fluorescence images. Focus was measured and up-
ated just over 8 times per one fluorescence image field cap-
ured with the trailing camera, or 8-fold more often than with
ur incremental scanning system. For this reason, the occa-
ional failure to update focus was not thought to compromise
utofocus performance. As can be seen in Fig. 8�b�, focus
racking was well behaved and study of the data revealed no
nexpected behaviors associated with missed update misses.
he speed of the stage in these experiments was 0.572 mm/s
r �0.1 mm2/s with fluorescence image sampling of 167
167-nm/pixel, which resulted in a field rate of

.3 frames/s. In other similar cell scanning experiments, the
tage speed was set to 2.34 mm/s and a fluorescence image

ig. 7 Continuous focus tracking over 20 mm of a tilted specimen at
ifferent gains is compared to incremental focus �at four positions�.
onchi rulings of 2000 lines/ in. were imaged with a Fluor 20
0.75-NA 160-mm tube length objective at a stage speed of

.13 mm/s. Focus was updated at 27.13 Hz with a focus update dis-
ance of 41 �m.
ampling of 335 nm/pixel, providing an imaging rate of
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6.8 fields/s. We achieved a maximum focus update rate of
56 Hz reliably; failure to update focus started to increase be-
yond this value. The stage speed was limited to 2.54 mm/s
by the prototype volume camera line rate, which corre-
sponded to a fluorescence field rate of 7.4 fields/s with the
20� objective. All of the captured images were sharp, indi-
cating that dynamic autofocus performed well.

Table 3 summarizes the experimental conditions and per-
formance results for continuous scanning and autofocus. The
autofocus error was obtained from several 70-s-long closed-
loop autofocus trials, which were carried out at an update rate
of 27 Hz with the stage not moving. For all of the trials, the
error was the standard deviation of the focus position, and the
“best” experiment was the one with the lowest standard de-
viation. For the G0/G1 CV reported in Table 3, commercial
DNA analysis software �Phoenix Flow System, San Diego,
California� was used to fit the DNA content histogram mea-
surements that were performed on a 17.1-mm�171-�m sec-
tion of a slide on which NIH 3T3 cells were cultured and
stained with DAPI. 769 cells were detected and focus tracking
performed well �with a stage speed of 0.572 mm/s�, even
with the relatively low cell density.

5 Discussion and Conclusions
This combination of optics, electronics, and software control
functions successfully achieved closed-loop continuous-
image-content-based autofocus on a microscope for the first
time. Careful design, testing, and calibration were critical for
determining the delays and divergence of focus responses in
each channel and compensating in software for these differ-
ences. The software control system provided functions for

Fig. 8 �a� A fluorescence image strip acquired with a resolution of
167�167-nm2/pixel is shown. The left strip represents a 4-mm length
of the specimen. The right image is a 0.5�0.171-mm2 area and 24
focus updates occurred on it as shown by the marks along the right
side of the image. These images were extracted from a 30-mm-long
continuous scan of NIH 3T3 cells cultured on a coverslip and stained
with DAPI. Stage speed was 0.572 mm/s �for �0.1 mm2/s�. With an
ideal, densely populated specimen �10,000 cells/mm2�, these condi-
tions would scan up to 978 cells/ s. �b� A plot of the focus positions
over the full 30-mm scan is shown. The focus update rate was 27 Hz.
The images were acquired with a 40�0.75 NA Plan Fluor Ph3 objec-
tive. The stage speed was 0.572 mm/s and it took �52 s to scan the
30 mm.
calibration, buffering, and processing the raw data, measuring
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nd maintaining closed-loop feedback autofocus, and acquir-
ng the fluorescence image. Sharp focus of cell monolayers on

icroscope slides demonstrated that parallel multiplanar fo-
us measurements are a powerful basis for autofocus in TDI
mage acquisition for microscopy.

The high static focus precision of 14 nm resulted from
imultaneous focus sampling of multiple focal planes, en-
bling a much higher effective focus measurement rate. This
recision was consistently better than the best SD of 23 nm
nd the average of 56 nm that we previously achieved in se-
uential autofocus.7 The absolute focus positions of dynamic
utofocus matched the incremental autofocus carried out on
he same field of view well. In comparing dynamic autofocus

able 3 Summary of performance of the new continuous scan and
utofocus system. “a” Test conditions: closed-loop autofocus with no
tage motion. Specimen: Ronchi rulings �2000 lines/ in.�, focus up-
ate rate= 27 Hz. Microscope in brightfield mode, tests were carried
ut with 20� and 40� optics, and focus feedback gain of 0.2 and
.4. “b” Specimen: NIH 3T3 cells with DAPI stain. There were 769
ells detected, mostly in the G0 phase.

Prototype

luorescence image sensor 2-D array in TDI mode
1280�1024 pixels, limited to 1024

�1024 in TDI

ixel size 6.7 �m

est line rate 3370 to 6750 Hz

utofocus method Computer control with parallel analog
hardware for

focus processing �9 CCD line arrays�

ocus measure Energy of high spatial frequencies
content

ocusing range 5 �m at 56 Hz, 100 �m/slide

ocus static errora Best: 0.014 �m; average: 0.07 �m

ptics 20�NA 0.75, 40�NA 0.75

pecimen sampling �0.167 to 0.337 �m�2/pixel

icroscopy modes Brightfield, phase-contrast, darkfield,
Fluorescence

echanical X-Ydrive: stepping motors Z drive:
piezoelectric positioner

tage speed With dynamic autofocus: 0.572 mm/s
�40� � to 2.34 mm/s �20� �

ocus step 10 nm �piezoelectric positioner smallest
step�

pplication Fluorescence microscopy DNA content

esults Cytometry datab: CV of G1: 8%
Projected imaging rate: 978 cells/s at

high resolution,
with specimen density of

10,000 cells/mm2
ositions to those obtained during incremental scanning, re-
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positioning errors due to system thermal and mechanical in-
stabilities are likely on the order of 1.0 �m, so caution must
be used in overinterpreting the results in Fig. 7. Given the
repositioning errors, the different gains tracked the specimen
well and it can be concluded that decreasing the gain enough
to eliminate oscillation resulted in good tracking for specimen
gradients within ±0.37 �m/mm �for the experiments of Fig.
7�. Furthermore, for a typical focus search range �or vertical
sampling of the fiber optic staircase in specimen space� of
2.7 �m, continuously tracking a specimen slope of 8 deg
worked for all of the slides we prepared. The system was
tested with 10�0.30 NA, 20�0.75 NA, and 40�0.75 NA
objectives. Autofocus is simpler with lower NA objectives
where depth of field is larger. Performance was also excellent
on the higher 0.75-NA objectives, confirming that this image-
content-based autofocus system is also capable of performing
well with higher resolution objectives. Autofocus perfor-
mance better than the depth of field for a range of objectives
will enable a broad range of applications.

The seven software modules operated concurrently under
Windows NT. The raw tracking data were collected asynchro-
nously in the background using the National Instruments
boards and DMA transfers, which do not require CPU over-
head. The tracking data acquisition memory requirements
were manageable, and the computer was fast enough to carry
out the software processes without requiring explicit real-time
operating system functions. Even though acquiring the track-
ing data asynchronously from the focus measurement circuit
data-valid signal is inefficient because both valid and invalid
autofocus data are acquired and a search is required to locate
the valid data, this extra overhead was not limiting. This prac-
tical buffering and sorting solution prevented the additional
headaches of software design for specialized real-time oper-
ating systems and synchronous hardware interfaces. The pen-
alty was an average of one missed focus update for every 57
conventional 2-D fields of view, which did not appear to ad-
versely affect autofocus performance. Another possible reason
for these occasional missed focus updates was the moving
window jitter, which was previously noted to omit the reading
of buffered samples during the valid focus trigger. However,
short term measurements indicated that only one of the three
valid buffered samples was missed due to window jitter,
which would not have prevented the system from updating a
new best focus. But it is possible that all three samples were
missed very rarely. Whatever the source of missed focus up-
dates, focus was updated frequently enough �8 times/
conventional 2-D field� to keep the high-resolution fluores-
cence image sharply focused during continuous stage motion.

The lateral offsets between fields of view �or virtual
frames� of the fiber optic imaging faces in the volume camera
required buffering and registration for correct comparison of
focus measurements and continuous focus tracking operation.
These offsets introduced a delay that slowed tracking re-
sponse and might adversely affect performance under condi-
tions not yet demonstrated. The delay may reduce tracking
response to sharp transient gradients in the specimen surface.
Direct use of the measurements without registration increased
the response to sharp gradients, but also increased uncertainty
around best focus position �data not shown�. It is possible that
a feedback model that explicitly accounts for these different

delays might perform better than the proportional feedback

May/June 2007 � Vol. 12�3�4
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odel implemented here. A related problem is that a linear
taircase pattern for the axial positions of the fiber faces might
oincidently be exactly matched by a long linear specimen
radient. At the appropriate velocity, this condition would
ield no focus measurement differences at best focus on
hich to base feedback control, which might in turn lead to
scillatory behavior not yet encountered. A staggered pattern
f the fiber faces would reduce the probability of encounter-
ng a specimen-fiber optic gradient match. Other possible dis-
dvantages of the imaging fiber bundles were: their fragility
especially the small-area glued CCD-bundle interface�, errors
n magnification due to variation in the packing density, deg-
adation of the imaging MTF, irregular CCD-to-fiber bonding
istance, end-to-end cross sectional area mismatches, �50%
oss in image transmission, and occasional defects that intro-
uced fixed distortion patterns. Overall, however, the fiber
maging quality was high and these defects, which probably
argely produced variability in the noise floor between imag-
ng channels, did not appear to greatly degrade performance.

It is instructive to estimate possible cell analysis rates us-
ng the principle of continuous TDI scanning. Cell density
aries and increased cell density can add complexity to image
egmentation,39 but with a densely populated specimen of,
.g., white cells smeared on a slide at 10,000 cells/mm2 �al-
owing 10�10 �m2/cell�, the present experimental condi-
ions would result in a rate of about 1000 cells/ s. And at the
aximum line rate of 4 KHz permitted by the volume camera

rototype �or 7.76 KHz for the trailing camera� and a 20�
bjective �versus the 40� objective in these experiments�, the
ate would be 8000 cells/ s. Further increases in line rate or
CD line length would proportionally increase analysis

peeds. The 4-kHz maximum line rate of the volume camera
hould result in a maximum focus position update rate of
4000 lines/s� / �64 lines/focus update�=62.5 Hz, which is
till below the characteristic PIFOC controller system fre-
uency of about 100 Hz �or a 10-ms response period�. In our
xperiments, we achieved a maximum update rate of 56 Hz
eliably.

Successful closed-loop feedback autofocus in continuous-
otion scanning enabled high-resolution �NA�0.5� image

ytometry operation at speeds more comparable to flow cy-
ometry. Sequential start-and-stop stage motion and focus

easurement in conventional automatic image cytometry pre-
iously placed substantial limitations on both speed and im-
ging efficiency. Imaging multiple focal planes in parallel and
cquiring the fluorescence image at the same time enabled
ontinuous scanning that overcame the image cytometry limi-
ations �microscope stage acceleration and sequential imaging
f the focal planes for autofocus� of incremental scanning.
ith continuous scanning, image acquisition speed is limited

nly by the combinations of camera sensitivity, fluorescence
ntensity, and CCD line width. For bright fluorescence, scan-
ing speed will continue to increase with faster CCD clock-
ng. And for any given fluorescence brightness and optical
etup, increasing the CCD line width will result in a directly
roportional increase in speed through adding imaging paral-
elism, limited only by the objective field of view.

Using the most recent Nikon infinity-corrected objectives,
yquist sampling with 1,024-pixel video lines acquires an
mage comprising about 1/3 of the field of view. Longer CCD

ournal of Biomedical Optics 034011-1
lines will proportionally increase scanning speed at the same
brightness. Thus, increasing parallelism is a powerful tool that
can continue to be exploited for further increases in scanning
speed. Many cells can be imaged and analyzed in parallel
with continuous-motion image cytometry, whereas flow cy-
tometry has been limited to sequential operation or a single
file stream of cells thus far. If this fundamental difference
persists, image cytometry speed can continue to increase as
technologies improve without sacrificing sensitivity, while
flow cytometry speed increases will be fundamentally limited
by single-file sequential cell measurement operation. With
both the speed and information advantage, we predict that
image cytometry instrumentation will eventually supplant
flow cytometry, especially for applications where the cells are
natively anchorage-dependent.
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